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Abstract 
 
Online soft tissue characterization is important for robotic-assisted minimally invasive 
surgery (RAMIS) to achieve a precise and stable robotic control with haptic feedback. The 
traditional linear regression method (i.e. the recursive least square (RLS) method) is 
inappropriate to handle nonlinear Hunt-Crossley (H-C) model since its linearization process 
involves unacceptable errors. This thesis presents a new nonlinear estimation method for 
online soft tissue characterization. To deal with nonlinear and dynamic conditions involved 
in soft tissue characterization, the approach expands the nonlinearity and dynamics of the 
H-C model by treating parameter p as an independent variable. Based on this, an unscented 
Kalman filter (UKF) was adapted for online nonlinear soft tissue characterization. A 
comparison analysis of the UKF and RLS methods was conducted to validate the 
performance of the UKF-based method. 
The UKF-based method suffers from two major problems. The first one is that it requires 
prior noise statistics of the corresponding system to be precisely known. However, due to 
uncertainties in the dynamic environment of RAMIS, it is difficult to accurately describe 
noise characteristics. This leads to biased or even divergent UKF solutions. Therefore, in 
order to attain accurate estimation results from the UKF-based approach, it is necessary to 
estimate noise statistics online to restrain the disturbance of noise uncertainty. Secondly, 
the UKF performance depends on the pre-defined system and measurement models. If the 
models involve stochastic errors, the UKF-based solution will be unstable. In fact, the 
measurement model’s accuracy can be guaranteed by using high-precision measurement 
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equipment together with a high volume of available measurement data. On the other hand, 
the system model is more often involved with the inaccuracy problem. In RAMIS, the system 
model is a theoretical approximation of the physical contact between robotic tool and 
biological soft tissue. The approximation is intended to fulfil the requirement of real-time 
performance in RAMIS. Therefore, it is essential to improve the UKF performance in the 
presence of system model (the contact model) uncertainty. 
To address the UKF problem for inaccurate noise statistics, this thesis further presents a 
new recursive adaptive UKF (RAUKF) method for online nonlinear soft tissue 
characterization. It was developed, based on the H-C model, to estimate system noise 
statistics in real-time with windowing approximation. The method was developed under the 
condition that system noises are of small variation. In order to account for the inherent 
relationship between the current and previous states of soft tissue deformation involved in 
RAMIS, a recursive formulation was further constructed by introducing a fading scaling 
factor. This factor was further modified to accommodate noise statistics of a large variation, 
which may be caused by rupture events or geometric discontinuities in RAMIS. Simulations 
and comparison analyses verified the performance of the proposed RAUKF. 
The second UKF limitation regarding the requirement of the accurate system model was 
also addressed. A random weighting strong tracking unscented Kalman filter (RWSTUKF) was 
developed based on the Hunt-Crossley model for online nonlinear soft tissue 
characterization. This RWSTUKF overcomes the problem of performance degradation in the 
UKF due to system model errors. It adopts a scaling factor in the predicted state covariance 
to compensate the inaccuracy of the system model. This scaling factor was derived by 
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combining the orthogonality principle with the random weighting concept to prevent the 
cumbersome computation from Jacobian matrix and offer the reliable estimation for 
innovation covariances. Simulation and comparison analyses demonstrated that the 
proposed RWSTUKF can characterise soft tissue parameters in the presence of system 
model error for RAMIS in on online mode. 
Using the proposed methods, a master-slave robotic system has been developed with a 
nonlinear state observer for soft tissue characterization. Robotic indentation and needle 
insertion tests conducted to evaluate performances of the proposed methods. Further, a 
rupture detection approach was established based on the RWSTUKF. It was also integrated 
into the master-slave robotic system to detect rupture events occurred during needle 
insertion. The experiment results demonstrated that the RWSTUKF outperforms RLS, UKF 
and RAUKF for soft tissue characterization. 
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1. Introduction 
 
Computer-aided systems have been broadly used in many fields because of their accurate 
manipulation, high-speed performance, and safety. In the medical field, Robotic-Assisted 
Surgery (RAS) has been developed with advanced computer technologies. Many studies and 
experiments have been conducted to develop therapeutic robots such as da Vinci® which is 
the first approved surgery robot by FDA (The Food and Drug Administration) [1]. One of the 
popular applications of RAS is Robotic-Assisted Minimally Invasive Surgery (RAMIS). This 
causes fewer traumas, less blood loss and promotes a shorter recovery time after surgery 
than conventional open surgeries [2-5]. However, the RAMIS only provides limited sensory 
information to surgeon [8]. Hence, the surgeon is required to endure a steep learning curve 
to conduct RAMIS.  
One of the major issues of a RAMIS is the absence of contact information for a surgeon 
during surgery [6, 7]. In RAMIS, a surgeon performs a surgical operation based on limited 
visual information without touching information. Since there is no direct physical contact 
between the surgeon and the surgery area, the surgeon could not receive any touch cues 
(i.e. reaction force, temperature, vibration, skin stretch) which can be sensed by hands 
during conventional surgery. This restriction might prompt a cognitive overload, which could 
degrade the performance of a human operator (a surgeon) [8]. Haptic feedback systems for 
RAMIS have been researched as vital solutions to this problem [9-11].  
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Figure 1-1 The da Vinci® surgical system [1] 
Haptic feedback systems for RAMIS have been developed with master-slave robot system. 
They enable a surgeon to operate surgery robot (slave-robot) and to acquire contact 
interaction information with haptic feedback. A surgeon performs surgery with a master-
robot by controlling the movement of a slave-robot which interacts with a patient during 
RAMIS. The contact information between the slave-robot and the patient is conveyed to the 
surgeon through the master-robot.  
The haptic system for RAMIS has many benefits. Firstly, the surgeon can perform surgery or 
be trained without the restriction of physical location. Ideally, the master-robot and slave-
robot do not need to be placed in the same place. The two robots could be set in remote 
areas if they can exchange information through the Internet or a wireless network. Expert 
surgeons can train or assist a practitioner in operating surgery from the remote area. A 
surgeon also can perform surgery for an injured soldier on a battlefield from a safe place. 
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Secondly, the haptic system for RAMIS allows the surgeon to perform a micro world 
operation more efficiently by position and force scaling. The accuracy of position control 
could be improved by scaling down the movement of the slave-robot during RAMIS. Delicate 
movements are required in a microsurgery such as ophthalmology, otology, digit 
reattachment surgery, microvascular surgery, urology, and obstetrics. The performance of 
microsurgery can be improved by the position and force scaling approach of the haptic 
system for RAMIS. 
Finally, the haptic system for RAMIS also can be used to prevent an application of excessive 
force on a patient’s body or surgical sutures. Surgeon sometime applies more force than 
required during RAMIS because of inexperience or mistakes. The excessive force on a 
patient may break polypropylene sutures and tear delicate soft tissue during surgery. The 
unwanted damages on a patient’s body or surgical sutures can be prevented by restricting 
the movement of the slave-robot with the haptic feedback system for RAMIS. 
Sufficient information of the contact environment is required to establish a stable haptic 
feedback system (a master-slave system) [12]. State estimators have been proposed to 
characterise contact environments for master-slave robot systems including industrial 
applications [13-15] and medical applications [16, 17].  
The main requirements of the state estimator for RAMIS are as follows: First, it should be 
able to estimate nonlinear characteristics of a human body in real-time [18, 19].  Besides, it 
should have a capability to complete the required calculations in real-time since a human 
body consists of heterogeneous and viscoelastic materials whose characteristics are 
changed in time and location. 
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Secondly, the state estimator should be adaptive to uncertainties such as unknown noise 
statistics [20]. One of the significant challenges in developing a nonlinear state estimator is 
the uncertainties of noise statistics [21]. The popular estimation nonlinear algorithm 
(unscented Kalman filter [22]) requires defining an accurate system and measurement noise 
covariances for optimal parameters estimation. If the pre-defined noise covariances are not 
accurate enough, the nonlinear estimator could be degraded or diverged [23]. In RAMIS, the 
noise statics could be varied during a surgical operation due to possible uncertainties such 
as rupture events or unwanted collisions with bones. 
Finally, the performance of unscented Kalman filter is also degraded when a pre-defined 
system model fails to represent a current system accurately [24, 25]. The system model is 
required to predict the system state during UKF procedures. The inaccurately predicted 
state due to the model error may cause significant discrepancies of estimation in RAMIS. 
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1.1. Objective 
 
The above research subjects are investigated to fulfil the following research objectives 
• Review relevant literature on online soft tissue characterization method; 
• Compare a linear and a nonlinear regression method in terms of soft tissue 
characterization; 
• Investigate and develop an adaptive filtering method to deal with unknown noise 
statistics;  
• Investigate and develop an adaptive filtering method with an existence of model 
error; 
• Investigate and develop a master-slave system to verify proposed methods in a 
medical application. 
This thesis focuses on the methods for characterising the contact soft tissue in the master-
slave robot system under different realistic conditions of RAMIS. Firstly, the unscented 
Kalman filter (UKF) was employed with Hunt-Crossley (H-C) model to characterise a contact 
soft tissue during RAMIS. Secondly, the adaptive UKF method with the H-C model was 
further developed to monitor the contact soft tissue when accurate noise statistics are 
unknown. The random weighting strong tracking UKF was developed to improve the 
estimation performance even if there are model errors. Finally, a master-slave robot system 
was developed with the proposed characterization method to verify proposed methods in a 
medical application. 
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1.2. Contribution 
 
The main contributions of this thesis include 
• Developing an online soft tissue characterization method with nonlinear state 
estimator for RAMIS; 
• Developing an adaptive soft tissue characterization method with unknown noise 
statistics for RAMIS; 
• Developing an adaptive soft tissue characterization method with model error for 
RAMIS; 
• Developing a master-slave robot system with adaptive online soft tissue 
characterization methods for RAMIS. 
 
1.3. Thesis outline 
 
The rest of this thesis is organised as follows. Chapter 2 gives a literature survey in RAMIS. 
Chapter 3 proposes the novel nonlinear soft tissue characterization method with the 
unscented Kalman filter and the Hunt-Crossley model. The adaptive nonlinear soft tissue 
characterization method with unknown system and measurement noise statistics are 
addressed in Chapter 4 (RAUKF). Chapter 5 introduces an adaptive soft tissue 
characterization method with a model error for RAMIS (RWSTUKF). In Chapter 6, a master-
slave robotic system with rupture detection is developed based on the proposed methods 
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for soft tissue characterization. The presented works are concluded in Chapter 7. Figure 1-2 
illustrates the organization of the thesis.  
 
 
Figure 1-2 Organization of thesis  
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2. Literature survey 
 
RAMIS has received considerable attentions due to its high precision, reliability and 
fatigueless performance. To achieve a precise and stable robot control with haptic feedback 
for RAMIS, the properties of soft tissue need to be taken into account. However, the soft 
tissue properties dynamically change with different tissue layers, regions, organs and 
physiological conditions. Therefore, the robotic control and haptic feedback system require 
the online capability of soft tissue characterization [26].  
Knowledge of dynamic contact between a robotic surgical tool and soft tissue is important 
for online soft tissue characterization. Typically, the physics of springs and dampers are used 
to model the contact interaction. Various spring-damper models and associated recursive 
estimation algorithms have been proposed for online soft tissue characterization. Kelvin–
Voigt (K-V) model or its generalised form were employed in vivo application [27]. However, 
this model involves unrealistic forces such as abnormal shock force and redundant sticky 
force at the beginning and the end of a contact, respectively [28]. The Hunt–Crossley (H-C) 
model eliminates the unrealistic forces involved in the K–V model. The H-C model describes 
the contact dynamics between an indenter and a deformable object as a nonlinear model. 
Diolaiti et al. reported a 2-stage method to identify soft tissue properties with the H-C 
model in real-time [29]. However, this approach becomes unstable when the difference 
between initial values and desired values is large. To address this problem, a 1-stage 
method was developed to improve the estimation accuracy and stability in the nonlinear 
environment [28]. Unfortunately, this method has a relatively slow convergence speed (i.e. 
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at least 90ms for a rubber ball, and 5s for a sponge and 300ms for a PVC (Polyvinyl Chloride) 
phantom [16]. Therefore, it is unable to satisfy the real-time requirement of RAMIS with 
haptic feedback. Basically, both methods require a linearization process to employ Recursive 
Least Square (RLS) as a parameter estimator. However, the linearization process causes a 
large estimation error. Moreover, employing a linear regression method is not suitable for 
estimating nonlinear characteristics of soft tissue [16]. Table 2-1 summarises the above 
existing approaches. 
Table 2-1 Soft tissue characterization methods with a linear regression method 
Model Estimation method Advantages Drawbacks 
Kelvin-Voigt Recursive least square Suitable for simple linear models 
• Shock and redundant sticky force 
• Linearization error 
Hunt-Crossley 2-stage method No unrealistic forces (Shock or redundant sticky force) 
• Sensitive to initial conditions 
• Unstable solutions 
• Linearization error 
Hunt-Crossley 1-stage method More robust than the 2-stage method • Slow convergence speed 
• Linearization error 
 
Comparing to the above contact models, the Finite Element Model (FEM) describes 
mechanical behaviours of soft tissue based on rigorous mathematical analysis of continuum 
mechanics [30, 31]. Although this model provides an accurate description of soft tissue, it is 
computationally expensive and unable to satisfy the real-time requirement of soft tissue 
characterization for RAMIS. 
Kalman filter (KF) is a classical method for the online parameter estimation [32]. Different 
from the RLS, the KF can provide the minimum mean-square error estimation, even in the 
absence of measurement. However, this filter can only be applied to linear systems. For a 
nonlinear system, the Extended Kalman filter (EKF) is commonly used as an estimation 
approach [33]. However, the EKF suffers from problems such as large linearization errors, 
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cumbersome evaluation of Jacobian matrix and poor robustness against system model error 
[34]. Unscented Kalman filter (UKF) improves the EKF by using unscented transformation to 
calculate statistics of the random variable that undergoes a nonlinear transformation [35]. It 
estimates state mean and variance with the third-order accuracy, thus, leading to the higher 
estimation accuracy. 
KF-based estimators, including UKF, require accurate knowledge of system and 
measurement noise statistics. In RAMIS, system and measurement noise statistics are 
usually unknown or inaccurate due to uncertainties and disturbances involved in the 
dynamic environment. In RAMIS, abrupt changes, such as tissue ruptures or geometric 
discontinuities encountered by the robotic needle, would deteriorate the estimation 
solution. This leads to an instability for robotic control and haptic feedback [36]. 
Adaptive filtering has been combined with UKF to mitigate the instability of robot control 
(Adaptive filtering is a method to estimate system or measurement noise statistics in real-
time [37, 38]), resulting in the so-called adaptive UKF to restrain the disturbances of system 
and measurement noises on the filtering solution [39]. Currently, studies on the adaptive 
UKF are mainly dominated by researchers in the areas of signal processing, target tracking, 
geodetic positioning, and integrated navigation. Very limited researches have been reported 
on the use of the adaptive UKF for soft tissue characterization.  
The adaptive filtering is established based on windowing approximation which evaluates the 
system or measurement noise characteristics with residuals or innovations within a small-
size frame. The use of the small-size window enables the windowing approximation to offer 
a fast response to dynamic changes in the noise statistics. However, the limited data 
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available in the small-size window restricts the estimation accuracy. However, recursion [40, 
41], the exact opposite to the windowing approximation, offers higher accuracy. The 
recursion method utilizes the entire available data via reassembling rather than limited data 
available in the small-size window to evaluate system characteristics at present epoch. 
Further, it does not retention and calculation of all data, leading to reduced computational 
burden. Note that algorithms, use of all available data, lead to a slow response to 
dynamically changing conditions. 
However, the KF-based estimators require that the system model is accurately known. 
Predicting the current state based on the pre-defined system model with a previous state 
plays a key role in the KF-based estimator (i.e. EKF, UKF). When the pre-defined system 
model does not represent the real system precisely, estimation accuracy would be degraded 
or even diverged [34]. In RAMIS, the system model always involves uncertainties such as 
inappropriate initial conditions, modelling errors due to simplification for the purpose of 
computational efficiency, unexpected system noises and stochastic drifts, leading to the 
deteriorated UKF solutions [34, 42]. A method which can address this model error problem 
is required to improve the performance of the nonlinear estimator for soft tissue 
characterization with UKF. 
To handle the disturbance of system model error on state estimation, various adaptive 
filters have been proposed. The fundamental idea behind these filters is that compensating 
the model error by adjusting the predicted state covariance in the KF algorithm. The 
adaptive filtering is mainly based on the concept of the windowing approximation [14]. It 
calculates the innovation at present time point by averaging all the historical innovations 
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within the window. However, due to the equal contributions of historical innovations, the 
windowing approximation is only suitable for the case when the innovation covariances are 
constant or have a small variation within the time frame. However, RAMIS involves the 
highly dynamic environment such as sudden changes in soft tissue deformation, rupture 
events in different tissue layers, and unexpected contacts with rigid bones where the 
innovation covariance often experiences a large variation.  
Strong tracking (ST) is a relatively new concept in adaptive filtering. It incorporates a scaling 
factor into the predicted state covariance to compensate system model error [15-17]. In 
addition to the strong robustness against the system model error, the ST is also able to 
estimate the system states in real time.  However, the ST requires cumbersome evaluations 
of Jacobian matrix to calculate a scaling factor. This causes an extra computational burden 
when the ST is used with UKF [18].  
By contrast, master-slave robot systems with haptic feedback have been developed [31, 43, 
44] in medical fields [45, 46]. The master-slave robot system mainly consists of five 
components: an operator, a master-robot, a controller (bilateral controller), a slave-robot, 
and a contact environment. An operator manipulates a master-robot to control a slave-
robot through a bilateral controller. The slave-robot interacts with the contact environment 
by following behaviours of the master-robot. The contact information is delivered to the 
operator through the bilateral controller and the master-robot. 
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Figure 2-1 An example of a diagram of bilateral controller (Position-Force) 
 
According to the information exchanged between the master and slave robots, bilateral 
controllers can be classified into Position-Position (PP), Force-Position (FP), Position-Force 
(PF) and Force-Force (FF). PP and PF types are the most common methods [47]. The PP 
bilateral controller exchanges the position information of the master and the slave robots to 
synchronise the behaviours of the two robots. Since it does not measure an interaction 
force between the slave-robot and the contact environment, the implementation is 
relatively easy. However, it is not suitable when the system requires an accurate 
manipulation [48] such as RAMIS. Conversely, the PF bilateral controller controls the slave-
robot with position commands from the master-robot and delivers the force information 
between the slave-robot and contact environment to the operator through the master-
robot. The force is either measured by a force sensor [12, 45, 46] or estimated by a 
disturbance observer [13, 49, 50]. Although the PF type is more complicated to be 
implemented, it leads to a more precise manipulation than the PP type [51]. For this reason, 
the PF bilateral controller has been employed for RAMIS by many researchers.  
Sufficient information of system and contact environment is required to build precise PF 
bilateral controller [12]. The linear state observer has been employed [13, 14] to attain the 
adequate information of the system. However, a linear observer could not be employed to 
estimate the nonlinear contact environment such as soft tissue. A nonlinear state observer 
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is required for the nonlinear environment [20]. However, for the efficiency of the 
implementation, they used the linearization process, which causes estimation errors [18, 19]. 
To address this problem, a nonlinear state estimator for online soft tissue characterization 
method is required. 
In summary, existing methods for real-time soft tissue characterization are mainly based on 
a linear contact model with a linear estimation algorithm. There has been very limited work 
reported on the use of the nonlinear H-C model for nonlinear soft tissue characterization. 
Further, the uses of the nonlinear H-C model require the development of a nonlinear 
estimation algorithm. 
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3. Unscented Kalman filter based on Hunt-Crossley model for 
nonlinear soft tissue characterization  
 
3.1. Introduction 
 
Online soft tissue characterization is of importance to RAMIS. The traditional linear 
regression method is inadequate for analysing the nonlinear H-C model. In addition, it 
requires the linearization process which leads to estimation errors. This Chapter presents a 
new nonlinear estimation method for dynamic characterization of mechanical properties of 
soft tissue. In order to deal with nonlinear and dynamic conditions in soft tissue 
characterization, the method extended the nonlinearity and dynamics of the H-C model by 
treating the parameter p as an independent variable. Based on this, an unscented Kalman 
filter was adopted for online soft tissue characterization.  
 
3.2. Hunt-Crossley model  
 
The H-C model describes dynamic behaviours of a nonlinear physical environment with 
nonlinear springs and dampers [52]. 
𝐹 = �𝐾𝑑𝑛(𝑡) + 𝐵𝑑𝑛(𝑡)?̇?(𝑡)𝑝  𝑖𝑓 𝑑(𝑡) ≥ 00,                                           𝑖𝑓 𝑑(𝑡) < 0 (3-1) 
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where F, K, B, 𝑑(𝑡) and ?̇?(𝑡) represent the contact force, spring coefficient, damping 
coefficient, displacement, and velocity respectively. The power indices n and p, which are 
related to displacement and velocity, represent geometry variations in a contact 
environment. The H-C model is based on the Hertzian contact theory [52]. The n represents 
a shape of two contacted objects while the p expresses the relationship between the 
damping factor and displacement 𝑑(𝑡). Note that the larger p and n is from unity, the 
stronger the nonlinearity of the H-C model would be. 
By considering noise 𝑞, eq.(3-1) becomes 
𝐹 = �𝐾𝑑𝑛(𝑡) + 𝐵𝑑𝑛(𝑡)?̇?(𝑡)𝑝 + 𝑞    𝑖𝑓 𝑑(𝑡) ≥ 00                                                      𝑖𝑓 𝑑(𝑡) < 0 (3-2) 
Letting p =1, the H-C model is simplified as 
𝐹(𝑡) =  𝐾𝑑𝑛(𝑡) + 𝐵𝑑𝑛(𝑡)?̇?(𝑡) +  𝑞 (3-3) 
Applying a natural logarithm to linearize eq.(3-3) for parameters estimation with a linear 
regression method, we have 
𝑙𝑛 �𝐹(𝑡)� = 𝑙𝑛 (𝐾) + 𝑛 × 𝑙𝑛�𝑑(𝑡)� + 𝑙𝑛 �1 + 𝐵𝑑(𝑡)̇
𝐾
+ 𝑞
𝐾𝑑𝑛(𝑡) � (3-4) 
Since  𝑙𝑛(1 + 𝑎) ≅ 𝑎 for |𝑎| ≪ 1, eq.(3-4) can be further written as 
𝑙𝑛�𝐹(𝑡)� ≅ 𝑙𝑛(𝐾) + 𝐵
𝐾
?̇?(𝑡) + 𝑛 × 𝑙𝑛�𝑑(𝑡)� + 𝑞
𝐾𝑑𝑛(𝑡) (3-5) 
 eq.(3-5) can be simplified as 
𝑙𝑛�𝐹(𝑡)� =  ∅𝑇𝜽 + 𝜀 (3-6) 
where ∅𝑇 = �1 , ?̇?(𝑡), 𝑙𝑛�𝑑(𝑡)�� is the regressor vector, 𝜽 = [𝑙𝑛(𝐾) , 𝐵
𝐾
 ,𝑛] is the vector of 
dynamic parameters to be estimated, and  𝜀 = 𝑞
𝐾𝑑𝑛(𝑡) is the noise. 
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It is evidenced that eq.(3-6) is a linear form of the H-C model. It can be used with a linear 
estimation method such as the RLS [28] or the classical KF [53] for parameter estimation. 
However, the linearization of the H-C model is under the condition that the parameter p is 
constant (i.e. p=1). Since biological soft tissues are heterogeneous and multi-layered and 
soft tissue characterization concerns the dynamic contact environment involving soft tissue 
deformation, parameter p in the H-C model must be considered as a variable. By considering 
the p as an independent variable, eq.(3-5) becomes 
𝑙𝑛�𝐹(𝑡)� ≅ 𝑙𝑛(𝐾) + 𝐵
𝐾
?̇?(𝑡)𝑝 + 𝑛 × 𝑙𝑛�𝑑(𝑡)� +  𝑞
𝐾𝑑𝑛(𝑡) (3-7) 
It can easily be seen that eq.(3-7) is not linear, as ?̇?(𝑡)  in the regressor vector ∅𝑇 
becomes  ?̇?(𝑡)𝑝. Therefore, it is not appropriate to use a linear estimation method such as 
the RLS or the classic KF. Further, the linearization of the nonlinear H-C model causes 
estimation errors, which may lead to a biased estimation. A nonlinear estimation algorithm 
is required to deal with the nonlinear H-C model with the variable p for online soft tissue 
characterization. 
 
3.3. H-C model with unscented Kalman filter  
 
A new online soft tissue characterization method is proposed with a combination of the H-C 
model and UKF for RAMIS. The proposing method considers the nonlinear H-C model with 
the parameter p as a variable. It adopts the UKF to deal with the nonlinearity of the H-C 
model. 
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The use of UKF for parameter estimation requires a system state vector, a system and a 
measurement model. To meet the requirements, we firstly define a system state as 
𝒙𝑘  = [𝑑(𝑡)𝑘 , ?̇?(𝑡)𝑘 ,  𝐹𝑘 , 𝐾𝑘  , 𝐵𝑘  , 𝑛𝑘 , 𝑝𝑘  ] (3-8) 
where 𝒙𝑘 the system sate vector and 𝑘 is the time point. The system state model is 
described as 
𝒙𝑘 = 𝑓(𝒙𝑘−1) + 𝒒𝑘−1 =
⎩
⎪
⎪
⎨
⎪
⎪
⎧ 𝑑𝑘−1 + ?̇?𝑘−1 × ∆𝑡𝑘−1
?̇?𝑘−1
𝐾𝑘−1𝑑𝑘−1
𝑛𝑘−1 + 𝐵𝑘−1𝑑𝑘−1𝑛𝑘−1?̇?𝑘−1𝑝𝑘−1
𝐾𝑘−1
𝐵𝑘−1
𝑛𝑘−1
𝑝𝑘−1 ⎭
⎪
⎪
⎬
⎪
⎪
⎫
+ 𝒒𝑘−1   (3-9) 
where 𝒒𝑘  ~ (0,𝑸𝑘) is the system noise, which is assumed as white Gaussian noise with zero 
mean and covariance 𝑸𝑘, 𝑓(∙) is the system function, which represents the relationship 
between the system states at time points 𝑡𝑘 and 𝑡𝑘−1, and  ∆𝑡𝑘−1 is the time step. 
The measurement function is defined as 
𝒚𝑘 = ℎ(𝒙𝑘) + 𝒓𝑘 = �𝑑𝑘𝐹𝑘� + 𝒓𝑘  (3-10) 
where 𝒚𝑘  denotes the measurement vector, ℎ(∙) is the measurement function, which 
describes the relationship between the system state and the measurement, and 
𝒓𝑘 ~ (0,𝑹𝑘) is the measurement noise, which is also assumed as white Gaussian noise with 
zero mean and covariance 𝑹𝑘. Based on these definitions, the detailed algorithm of UKF is 
then followed. 
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3.4. Unscented Kalman filter 
Step 1 Initialization  
𝒙�0 = 𝐸(𝒙0) (3-11) 
𝑷�0  = 𝐸[(𝒙0 − 𝒙�0)(𝒙0 − 𝒙�0)𝑇] (3-12) 
where 𝒙0 is the pre-defined initial state. 
Step 2 Time updating  
1) Select sigma points as follows 
𝒙�𝑘−1
(𝑖)  =  𝒙�𝑘−1 + 𝒙�(𝑖)  (𝑖 = 1,⋯ , 2𝑁) (3-13) 
𝒙�(𝑖)  = � �(𝑁 + 𝜆)𝑷�𝑘−1�
𝑖
𝑇   (𝑖 = 1,⋯ ,𝑁)  
𝒙�(𝑁+𝑖)  = −� �(𝑁 + 𝜆)𝑷�𝑘−1�
𝑖
𝑇   (𝑖 = 1,⋯ ,𝑁)  
where 𝑁 is the dimension of state vector 𝒙, the parameter λ is defined as 𝜆 = 𝛼2(𝑁 + 𝑘) −
𝑁 with constant α, and 𝑷�𝑘−1 is the estimated state covariance at time point 𝑡𝑘−1 (k = 1,2,…). 
2) Calculation of predicted state vector 𝒙�𝑘  based on the selected sigma points 
𝒙�𝑘
(𝑖)  =  𝑓(𝒙�𝑘−1(𝑖)   ) (3-14) 
𝒙�𝑘  =  12𝑁�𝑤𝑖𝑚 (𝒙�𝑘(𝑖)) 2𝑁
𝑖=1
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3) Calculation of predicted state covariance 𝑷�𝑘 
𝑷�𝑘 =   �𝑤𝑖𝑐�𝒙�𝑘(𝑖) − 𝒙�𝑘  ��𝒙�𝑘(𝑖) − 𝒙�𝑘   �𝑇 + 𝑸𝑘2𝑁
𝑖=1
 (3-15) 
⎩
⎪⎪
⎨
⎪⎪
⎧𝑤0
𝑚 = 𝜆
𝑁 + 𝜆
𝑤0
𝑐 = 𝜆
𝑁 + 𝜆 + (1 − 𝛼2 + 𝛽)
𝑤𝑖
𝑚 = 𝑤𝑖𝑐 = 12(𝑁 + 𝜆)           𝑖 = 1, … ,2𝑁
  
where 𝑤𝑖
𝑚  and 𝑤𝑖
𝑐  are the mean and covariance weights, 𝑁  is the dimension of state 
vector 𝒙, and 𝛼 and 𝛽 are constants. 
Step 3 Measurement updating 
1) Calculation of predicted measurement 𝒚�𝑘  
𝒚�𝑘
(𝑖)  =  ℎ(𝒙�𝑘(𝑖)) (3-16) 
𝒚�𝑘  =  12𝑁�𝑤𝑖𝑚(𝒚�𝑘(𝑖) ) 2𝑁
𝑖=1
  
2) Calculation of predicted measurement covariance 𝑷𝒚�𝑘  
𝑷𝒚�𝑘 =   �𝑤𝑖𝑐�𝒚�𝑘(𝑖) − 𝒚�𝑘 ��𝒚�𝑘(𝑖) − 𝒚�𝑘 �𝑇 +  𝑹𝑘2𝑁
𝑖=1
 (3-17) 
where 𝒚�𝑘
(𝑖)is the selected sigma point of the predicted measurement, which are obtained in 
the same way as eq.(3-15). 
3) Calculation of the cross covariance between 𝒙�𝑘 and 𝒚�𝑘 
𝑷𝒙�𝒌𝒚�𝒌 =   �𝑤𝑖𝑐�𝒙�𝑘(𝑖) − 𝒙�𝑘 ��𝒚�𝑘(𝑖) − 𝒚�𝑘 �𝑇2𝑁
𝑖=1
 (3-18) 
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4) Calculation of the Kalman gain 
𝑲𝑘 =  𝑷𝒙�𝑘𝒚�𝑘𝑷𝒚�𝑘−1 (3-19) 
5) Updating the estimated state and associated covariance 
𝒙�𝑘  =  𝒙�𝑘 + 𝑲𝑘(𝒚𝑘 −  𝒚�𝑘) (3-20) 
 𝑷�𝑘 = 𝑷�𝑘 −  𝑲𝑘𝑷𝒚�𝑘𝑲𝑘𝑇 (3-21) 
Repeat Step 2-3 every time step.  
We can estimate current state, which is  𝒙�𝑘 in a nonlinear and noisy environment by 
repeating the algorithm above.  
 
3.5. Verification and discussion 
 
Simulations were conducted to evaluate the performance of the proposed method based on 
the measured displacements and interaction forces. Subsequently, the output force was 
reconstructed with the estimated nonlinear parameters of the H-C model and the input 
displacement data. Further, the output force was compared with the interaction force 
reference values to validate the proposed method. Comparison with a linear regression 
method such as RLS was also conducted. In the experiments, initial values for system state 
covariance 𝑷0, system state noise covariance 𝑸0 and measurement noise covariance 𝑹0 
were set as a 7 x 7 identity matrix for the proposed UKF. 
The performance evaluation focuses on three different cases, where the measurement data 
were obtained from the literature [54, 55]. The first two cases consider the H-C model with 
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the constant p (p=1). One case is with an interaction force of small variation, indicating the 
test subject is homogeneous. The other is with an interaction force of large variations, which 
indicates that the test subject is a heterogeneous material which has multiple layers as the 
peak force values represent the ruptures existing in the test subject. The third case is under 
the same test conditions as the heterogeneous subject case except that the parameter p is 
considered as an independent variable. The proposed UKF method was compared with the 
RLS in the case of constant parameter p. The results for the cases with the parameter p as a 
constant and or a variable under the heterogeneous and multi-layer test subject were 
compared to study the effect of the parameter p on parameter estimation. For the two 
cases with parameter as a constant (p=1), the RLS method involves the linearization of the 
H-C model, while the proposed UKF uses the nonlinear H-C model where the nonlinearity 
consists of the item 𝑑𝑛(𝑡) only. For the case with parameter p as a variable, the nonlinearity 
of the H-C model consists of both items 𝑑𝑛(𝑡) and ?̇?(𝑡)𝑝. To differentiate the UKFs between 
the case with the parameter p as a constant (p=1) and the case with the parameter p as a 
variable, the UKF for the cases with parameter p as a constant (p=1) is named UKF1 and the 
UKF for the case with the parameter p as a variable is named UKF2. Table 4-6 compares the 
estimation errors from these three methods. 
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3.5.1. Case 1: Homogeneous soft tissue (p=1) 
 
The input data were formulated based on the force profile from the conducted experiment 
[54]. The interaction force was measured when a needle was inserted into a soft tissue by a 
needle insertion robot at 10 mm/s speed. The interaction force represents an example of 
the situation when a needle is inserted into a homogenous soft tissue. Figure 3-1 shows that 
the variation of the interaction force is not dynamic in the black line. In this chapter, the 
interaction force profile is defined as stationary input data because the variation is 
negligible. The measured interaction force has 1 kHz sampling rate at 10 mm/s constant 
insertion speed. The initial values for the state parameters were  𝒙0  = [0.1, 0.1, 0.01, 0.0001, 
0.0001, 1]. 
 
 
Figure 3-1 The estimation results of UKF1 and RLS for the case with p as constant (p=1) and subject to the 
homogeneous test sample: The black, red and blue line indicates the reference values and estimations of UKF1 
and RLS, respectively 
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A MATLAB program was developed to estimate nonlinear parameters of the H-C model with 
the UKF and RLS to compare the estimation performance in nonlinear environments.  The 
result data of RLS were simulated with a 1-stage method [28].  In order to compare results, 
the interaction force is reconstructed with the estimated nonlinear parameters of the H-C 
model and input displacement data.  Figure 3-1 shows the estimations from both UKF1 and 
RLS for the case with the parameter p as a constant (p = 1) and subject to the homogeneous 
test sample. Although both estimations were converged to the reference value, the 
estimation by UKF1 is much closer to the reference values than that of the RLS. The mean 
error is 29.30mN for UKF1 and 34.02mN for RLS. This demonstrates that although both 
UKF1 and RLS are effective for handling homogeneous soft tissue, UKF1 with the nonlinear 
H-C model has higher accuracy than RLS with the linearized H-C model. Table 2-1 compares 
detailed error analysis of two methods. 
 
3.5.2. Case 2: Heterogeneous soft tissue (p=1) 
 
A simulation was conducted for the case when a needle is inserted into heterogeneous soft 
tissue. The simulation was designed for the case when a needle pierces through a multi-
layer skin. The input data of the simulation were displacement, and the interaction force of 
the needle. The output data were the reconstructed force based on the estimated nonlinear 
parameters of H-C and the input displacement is the same as Case 1. The interaction force 
was generated based on the experiment data [55] measured when a needle is inserted into 
soft tissue. The interaction force is abruptly changed as the needle penetrates different 
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layers. The generated interaction force has a 1 kHz sampling rate at 10 mm/s constant 
insertion speed. The initial values for state parameters were  𝒙0  = [0.1, 0.1, 0.01, 0.0001, 
0.0001, 1]. 
Figure 3-2 shows the results for the case with the parameter p as a constant (p=1) but under 
the heterogeneous and multi-layer test subject, where the fluctuations (such as the one at 
37mm) in the force data (reference data) indicate the ruptures of different tissue layers [55]. 
It can be seen that the estimation curve of UKF1 still follows the reference curve, while the 
RLS curve failed to do so. The mean error is 54.1mN for UKF1, while 295.36mN for RLS. This 
demonstrates that RLS is incapable of handling heterogeneous and multi-layer soft tissue. 
However, although UKF1 can handle heterogeneous and multi-layer soft tissue, its 
performance is unsatisfactory. It leads to a large estimation error after the displacement of 
37 mm. 
 
Figure 3-2 The estimation results of both RLS and UKF1 for the case with p as constant (p=1) but subjected to a 
heterogeneous and multi-layer test sample: The black, red and blue line indicates the reference values and 
estimations of UKF1 and RLS, respectively 
3.5.3. Case 3: Heterogeneous soft tissue (p is not unity) 
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The simulation conditions of Case 3 were the same as Case 2 in Section 3.5.2 except the p 
was considered as a variable so it was estimated during simulation. The simulation result 
shows the effect of a non-constant p. 
 
Figure 3-3 The estimation results of UKF2 for the case under the same test conditions as Figure 3-2 except for 
the parameter p as a variable: The black and red line the reference values and estimations of UKF2 
 
Figure 3-3 shows the results for the case under the same test conditions in Figure 3-2 except 
that the parameter p is a variable. It can be seen that the estimated curve of UKF2 is very 
close to the reference curve during the entire displacement range. Compared to Figure 3-2, 
it is also evidenced that UKF1 with the parameter p as a constant (p=1) has a larger 
estimation error than UKF2 with the parameter p as a variable. In particular, after the 
displacement of 37mm, the estimation curve of UKF2 is almost the same as the reference 
curve, while the UKF1 estimation curve has a large deviation from the reference curve 
without showing any convergence trend. The mean estimation error is 11.00mN for UKF2, 
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but is 54.10mN for UKF1. This demonstrates that UKF2 has the capability to deal with 
heterogeneous and multi-layer soft tissue due to the use of parameter p as a variable, while 
UKF1 is incapable of doing so as it treats the parameter p as a constant (p=1). Table 3-1 
provides the detailed comparison of three cases in terms of maximum, minimums and 
means errors.  
Table 3-1 Estimation errors of RLS and UKF  
Simulation Case 
RLS (mN) UKF (mN) 
Max  Min Mean Max Min Mean 
Constant 
p (p=1) 
Homogeneous soft tissue 86.45 0.02 34.02 
UKF1 
110.50 0.08 29.30 
Heterogeneous and 
multi-layer soft tissue 1368.51 0.001 295.36 294.94 0.000 54.10 
Variable p Heterogeneous and multi-layer tissue  UKF2 198.40 0.000 11.00 
 
By treating the p as an additional variable, the dimension of the system state vector is 
increased by one. It leads to an increased computational load of the proposed method. 
Simulations were conducted to compare the computational performances of UKF1 and 
UKF2 under the same conditions to verify the efficiency of the proposed method. Figure 3-4 
shows the computing times of each iteration for both UKF1 and UKF2. It can be seen that 
treating the p as an additional variable does not significantly increase the computing time. 
The average computing time of iteration for UKF2 was 1.1263ms, which was only 6.9% more 
than that for UKF1 whose computing time was 1.0535ms.  
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Figure 3-4 The computing time for each estimation for UKF1 and UKF2: The black and red line indicates the 
computing time of UKF1 and UKF2 
 
3.6. Summary  
 
This chapter presents a new nonlinear parameter estimation method by combining the 
nonlinear H-C model with the nonlinear filtering algorithm (UKF) for online soft tissue 
characterization. This method treats the parameter p of the H-C model as a variable to deal 
with nonlinear and dynamic conditions in soft tissue characterization. Based on the 
nonlinear H-C model, UKF is adopted for the online estimation of soft tissue parameters. 
Simulations and comparison analyses verified that the proposed method can take into 
account heterogeneous and multi-layer soft tissue, and its performance is therefore much 
better than that of RLS.  
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4. Adaptive recursive unscented Kalman filter for nonlinear 
soft tissue characterization in the presence of noise 
statistics uncertainty   
 
4.1. Introduction 
 
In Chapter 3, the online soft tissue characterization method was proposed by combining the 
UKF with the H-C model. The UKF-based approach assumes that noise statistics of a system 
is accurately known. However, it is difficult to define system and measurement noise 
covariances accurately and sometimes their values change over time. When the pre-defined 
noise statistics fail to precisely describe the system, the UKF-based method will have a large 
estimation error and can be diverged.   
To solve this problem, this chapter presents a new nonlinear recursive adaptive filtering 
methodology. It does this by joining windowing approximation with recursion into UKF for 
online nonlinear soft tissue characterization for RAMIS. An Adaptive UKF, based on the H-C 
model, was developed using windowing approximation to estimate soft tissue parameters 
under unknown noise statistics of small variation. Based on this, a recursive adaptive UKF 
was developed with a weighting factor to improve estimation accuracy. Further, this 
weighting factor was modified to accommodate noise statistics of large variation. This large 
variation could be caused by rupture events or geometric discontinuities in RAMIS. Note 
that the RAUKF with the standard weighting factor could not account the variation in the 
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noise covariance if the variation is bigger than three times than the initial value (i.e. initial 
value 0.004N2 and the varied value 0.012N2). Simulations and experiments, as well as 
comparison analysis, have been conducted to comprehensively evaluate the performance of 
the proposed method for soft tissue characterization. 
 
4.2. Adaptive unscented Kalman filter 
 
The conventional UKF requires prior knowledge on system and measurement noise 
covariances (𝑸𝑘 and 𝑹𝑘). However, in practice, they are usually unknown or inaccurate due 
to environmental uncertainties and disturbances. If the measurement noise covariance 
involves uncertainty, the predicted measurement covariance 𝑷𝒚�𝑘  will become inaccurate. 
This leads to a biased Kalman gain 𝑲𝑘 . Thus, the state estimate obtained from eq.(3-20) will 
be deteriorated. Similarly, if the system noise covariance involves uncertainty, it will affect 
the predicted state 𝒙�𝑘 and the predicted measurement 𝒚�𝑘, leading to the deterioration to 
the estimated state 𝒙�𝑘. 
In this chapter, a new recursive adaptive UKF was developed by combining windowing 
approximation with recursion into an online estimation of system and measurement noise 
covariances via covariance matching. 
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4.2.1. Estimation of system noise covariance  
 
By introducing an adaptive scaling factor Φ, the system noise covariance can be represented 
as  
𝑸𝑘 = Φ𝑸𝑘−1 (4-1) 
Substituting eq.(4-1) into eq.(3-15), the predicted state covariance can be modified as 
𝑷�𝑘
𝒎 =   �𝑤𝑖𝑐�𝒙�𝑘(𝑖) − 𝒙�𝑘��𝒙�𝑘(𝑖) − 𝒙�𝑘 �𝑇 + Φ𝑸𝑘−12𝑁
𝑖=1
 (4-2) 
It can be seen from eq.(4-2) that we can online adjust the system noise covariance via the 
adaptive scaling factor Φ. 
Denote residual vector 𝒁𝑘𝑅 as  
𝒁𝑘
𝑅  =  𝒚𝑘 −  𝒚�𝑘+ (4-3) 
where the 𝒚�𝑘+ is calculated with the estimated state as 
𝒚�𝑘
+(𝑖)  =  ℎ(𝒙�𝑘(𝑖)) (4-4) 
𝒚�𝑘
+  =  12𝑁�𝑤𝑖𝑚(𝒚�𝑘+(𝑖)  ) 2𝑁
𝑖=1
  
In theory, the residual covariance can be directly calculated from the residual vector 𝒁𝑘𝑅 as 
𝑪𝑶𝑽𝒁𝑘𝑅 = 𝐸(𝒁𝑘𝑅  𝒁𝑘𝑅𝑇) (4-5) 
Introducing a windowing approximation to calculate the expectation in eq.(4-5), we readily  
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𝑪𝑶𝑽𝒁𝑘𝑅 = 1𝑚�  𝒁𝑘−𝑗𝑅  𝒁𝑘−𝑗𝑅 𝑇𝑚
𝑗=1
 (4-6) 
where m is called the window size, which is the number of the state vectors within the time 
window (𝑡𝑘−𝑚, 𝑡𝑘−1). 
By the approximation of Taylor series, eq.(3-17) could be defined as  
𝑷𝒚�𝑘  =   �𝑤𝑖𝑐�𝒚�𝑘(𝑖) − 𝒚�𝑘 ��𝒚�𝑘(𝑖) − 𝒚�𝑘 �𝑇 +  𝑹𝑘2𝑁
𝑖=1
 (4-7) 
 =   𝑯𝑘𝑷�𝑘𝑯𝑘𝑇 +  𝑹𝑘   
where 𝑯𝑘 = 
𝜕ℎ(𝒙)
𝜕𝒙
�
𝒙=𝒙�𝑘−1
. 
The UKF based estimator is ideal when the condition of eq.(4-8) is met [56] 
 𝑪𝑶𝑽𝒁𝑘𝑅 = 𝑹𝑘 −   𝑯𝑘𝑷�𝑘𝑯𝑘𝑇  (4-8) 
With eq.(3-21), eq.(4-8) becomes as  
𝑪𝑶𝑽𝒁𝑘𝑅 = 𝑹𝑘 −   𝑯𝑘�𝑷�𝑘 −  𝑲𝑘𝑷𝒚�𝑘𝑲𝑘𝑇�𝑯𝑘𝑇  (4-9) 
Substituting eq.(4-2) and eq.(4-7) into eq.(4-9)  
𝑪𝑶𝑽𝒁𝑘𝑅 = 𝑹𝑘 −   𝑯𝑘 ��𝑤𝑖𝑐�𝒙�𝑘(𝑖) − 𝒙�𝑘��𝒙�𝑘(𝑖) − 𝒙�𝑘 �𝑇 + Φ𝑸𝑘−12𝑁
𝑖=1
−  𝑲𝑘𝑷𝒚�𝑘𝑲𝑘𝑇�𝑯𝑘𝑇 (4-10) 
The eq.(4-10) can be further written as  
𝑪𝑶𝑽𝒁𝑘𝑅 = 𝑹𝑘 −   𝑯𝑘 ��𝑤𝑖𝑐�𝒙�𝑘(𝑖) − 𝒙�𝑘��𝒙�𝑘(𝑖) − 𝒙�𝑘 �𝑇2𝑁
𝑖=1
�𝑯𝑘
𝑇−𝑯𝑘(Φ𝑸𝑘−1)𝑯𝑘𝑇 + 𝑯𝑘� 𝑲𝑘𝑷𝒚�𝑘𝑲𝑘𝑇�𝑯𝑘𝑇 (4-11) 
Thus, the adaptive scaling factor Φ for the system noise covariance can be determined as 
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Φ𝑯𝑘(𝑸𝑘−1)𝑯𝑘𝑇 = 𝑹𝑘 − 𝑯𝑘 ��𝑤𝑖𝑐�𝒙�𝑘(𝑖) − 𝒙�𝑘��𝒙�𝑘(𝑖) − 𝒙�𝑘  �𝑇2𝑁
𝑖=1
�𝑯𝑘
𝑇 + 𝑯𝑘� 𝑲𝑘𝑷𝒚�𝑘𝑲𝑘𝑇�𝑯𝑘𝑇 − 𝑪𝑶𝑽𝒁𝑘𝑅 (4-12) 
Finally, the scaling factor is defined as  
Φ = 𝑡𝑟(𝑹𝑘) − 𝑡𝑟 �𝑯𝑘 �∑ 𝑤𝑖𝑐 �𝒙�𝑘(𝑖) − 𝒙�𝑘� �𝒙�𝑘(𝑖) − 𝒙�𝑘  �𝑇2𝑁𝑖=1 �𝑯𝑘𝑇� + 𝑡𝑟�𝑯𝑘� 𝑲𝑘𝑷𝒚�𝑘𝑲𝑘𝑇�𝑯𝑘𝑇� − 𝑡𝑟 �𝑪𝑶𝑽𝒁𝑘𝑅�
𝑡𝑟(𝑯𝑘𝑸𝑘−1𝑯𝑘𝑇)  (4-13) 
where 𝑡𝑟(∙) is the trace of related value  
It can be seen from eq.(4-6) that the residual covariance is constructed using the 
information within the current window. Thus it can take into account the dynamically 
changing conditions of noise covariances. However, due to the limited data available within 
the time frame, the estimation accuracy is limited. To solve this problem, the residual 
covariance is further expressed into a recursive form 
𝑪𝑶𝑽
𝒁𝑘
𝑅
∗ = 𝐶𝑘𝑪𝑶𝑽𝒁𝑘𝑅+(1 − 𝐶𝑘)𝑪𝑶𝑽𝒁𝑘−1𝑅∗  (4-14) 
where 𝐶𝑘 is called the weighting factor, which is commonly defined by [57, 58] 
𝐶𝑘 = 1𝐽𝑘 (4-15) 
where 𝐽𝑘 is the number of the entire available epochs. 
It can be seen that the state covariance described by eq.(4-14) is based on the entire 
available data rather than the limited data available within the time window, leading to 
improved accuracy. As can be seen from eq.(4-14), the state covariance is contributed by 
two portions. One is at current epoch, which is calculated by the windowing approximation 
to use the data available within the current window to characterise dynamically changing 
conditions being occurred. The other is at the previous epoch, which reflects the historical 
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tendency. The contributions at both current and previous epochs are combined via the 
weighting factor 𝐶𝑘. The state covariance takes the full contribution at the current epoch 
when 𝐶𝑘 = 1. This covariance also takes the full contribution at the previous epoch when 
𝐶𝑘 = 0. The smaller value of 𝐶𝑘 makes the current epoch smaller, and makes the previous 
epoch larger. 
 
4.2.2. Modified weighting factor 
 
In RAMIS, dynamic interaction environment is relatively stable [59], leading to a relatively 
small variation of noise statistics in the case without the abrupt changes, such as sudden 
changes, rupture events and unexpected contacts with rigid bones. However, in the case of 
the abrupt changes, a large variation in noise statistics will occur in a dynamic interaction 
environment [60]. Therefore, soft tissue characterization requires that the estimation 
algorithm must account for noise statistics with both of small and large variations. 
However, the standard weighting factor 𝐶𝑘 defined by eq.(4-15) cannot account for the 
abrupt changes occurring to the interaction with soft tissue. Figure 4-1 shows the variation 
of the standard weighting factor 𝐶𝑘 in time series where an abrupt change in noise statistics 
is occurred at epoch 𝑡𝑘 = 50s. As shown in Figure 4-1 (a), the 𝐶𝑘 given by eq.(4-15) starts 
from the maximum value of one at the beginning. Subsequently, it decreases drastically to a 
small value and gradually converges to zero in time series. As the 𝐶𝑘 stays at such a small 
value for most of the time, the contribution at present epoch to the residual covariance is 
small, but the contribution at previous epoch is large. Due to the small contribution at 
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present epoch in most of the time, the residual covariance is unable to account for the 
abrupt changes in the system noise statistics. As shown in Figure 4-1 (a), as the 𝐶𝑘 still 
remains at the small value at epoch 𝑡𝑘 = 50s, it leads to the failure to account for the abrupt 
change of noise statistics being occurred at this time. Accordingly, the 𝐶𝑘 given by eq.(4-15) 
is only valid to the case that system noise statistics are constant or have a small variation, 
making the proposed Adaptive UKF unable to account for the dynamically changing 
conditions. 
  
(a) Standard weighting factor (b) Modified weighting factor 
Figure 4-1 The standard weighting factor (a) and modified weighting factor (b), where an abrupt change occurs 
at time point 𝑡𝑘 = 50s: The black solid line represents the proportion of the current variation of residual 
covariance while the red dash line the previous estimation of residual covariance 
In order to accommodate large variations in noise statistics, the standard weighting factor 
𝐶𝑘 defined by eq.(4-15) is modified as 
𝐶𝑘
𝑅 = 1(𝐽𝑘−𝑏)   (4-16) 
𝑏 = (𝑘𝑟 − 1)𝑔(𝑘 − 𝑘𝑟)  (4-17) 
where 𝑔(∙) is a unit step function, and 𝑘𝑟 is the index of the epoch where an abrupt change 
occurs. An abrupt change can be identified by the detecting algorithm [27, 36]. 
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The initial value of the parameter b is zero. When an abrupt change occurs at current epoch, 
the parameter b will be updated to 𝑘𝑟 − 1, making the 𝐶𝑘𝑅 become one again. Consequently, 
system noise covariance estimation, the residual covariance is calculated by taking full 
contribution at present epoch to account for the abrupt change. Figure 4-1 (b) shows the 
variation of the modified weighting factor 𝐶𝑘𝑅 where an abrupt change in the system noise 
statistics occurred at epoch 𝑡𝑘  = 50s. Similar to the 𝐶𝑘, the 𝐶𝑘𝑅 starts from the maximum 
value of one, the residual covariance takes the full contribution at the present epoch. 
Subsequently, the 𝐶𝑘𝑅 value drops drastically and remains at a small value until an abrupt 
change occurs. With such a small value of the 𝐶𝑘𝑅, the residual covariance follows the one at 
previous epoch for a small variation in system noise covariance. When the abrupt change 
occurs at time point k = 50s (𝑘𝑟 = 50s), the parameter b defined by eq.(4-17) will be 
updated to 𝑘𝑟 − 1, restoring the 𝐶𝑘𝑅 back to the maximum value of one to account for the 
abrupt change. Subsequently, the 𝐶𝑘𝑅 drastically drops to and stays at a small value until a 
new abrupt change occurs. This variation process of the 𝐶𝑘𝑅 repeats whenever an abrupt 
change occurs, the system noise covariance can be adjusted to account for an abrupt 
change by taking the full contribution at present epoch. 
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By modifying the weighting factor, eq.(4-14) becomes 
𝑪𝑶𝑽
𝒁𝑘
𝑅
∗ = 𝐶𝑘𝑅𝑪𝑶𝑽𝒁𝑘𝑅+(1 − 𝐶𝑘𝑅)𝑪𝑶𝑽𝒁𝑘−1𝑅∗  (4-18) 
Thus, the adaptive scaling factor is calculated by 
Φ = 𝑡𝑟(𝑹𝑘) −   𝑡𝑟 �𝑯𝑘 �∑ 𝑤𝑖𝑐 �𝒙�𝑘(𝑖) − 𝒙�𝑘� �𝒙�𝑘(𝑖) − 𝒙�𝑘  �𝑇2𝑁𝑖=1 �𝑯𝑘𝑇� − 𝑡𝑟�𝑯𝑘� 𝑲𝑘𝑷𝒚�𝑘𝑲𝑘𝑇�𝑯𝑘𝑇� − 𝑡𝑟 �𝑪𝑶𝑽𝒁𝑘𝑅∗ �
𝑡𝑟(𝑯𝑘𝑸𝑘−1𝑯𝑘𝑇)  (4-19) 
 
4.2.3. Estimation of measurement noise covariance  
 
The measurement noise covariance can also be estimated in the same way as the system 
noise covariance. By introducing an adaptive scaling factor Γ, the measurement noise 
covariance can be represented as  
𝑹𝑘 = Γ𝑹𝑘−1 (4-20) 
Substituting eq.(4-20) into eq.(3-17), the predicted measurement covariance can be further 
written as modified predicted measurement covariance 𝑷𝒚�𝑘
𝑚  
𝑷𝒚�𝑘
𝑚 = �𝑤𝑖𝑐�𝒚�𝑘(𝑖) − 𝒚�𝑘 ��𝒚�𝑘(𝑖) − 𝒚�𝑘 �𝑇 + Γ𝑹𝑘−12𝑁
𝑖=1
 (4-21) 
It can be seen from eq.(4-21) that the measurement noise covariance can be adjusted via 
the adaptive scaling factor Γ.  
  
48 
 
 
 
 
Denote the innovation vector 𝒁𝑘𝐼  as 
𝒁𝑘
𝐼 =  𝒚𝑘 −  𝒚�𝑘 (4-22) 
Using the windowing approximation [56], the innovation covariance can be directly 
calculated with the innovation vector 𝒁𝑘𝐼   
𝑪𝑶𝑽𝒁𝑘𝐼 = 1𝑚�𝒁𝑘−𝑗𝐼 𝒁𝑘−𝑗𝐼 𝑇𝑚
𝑗=1
 (4-23) 
Similar to eq.(4-18), the actual measurement covariance 𝑪𝑶𝑽𝒁𝑘𝐼  can be further expressed by 
a recursive form as 
𝑪𝑶𝑽
𝒁𝑘
𝐼
∗ = 𝐶𝑘𝑅𝑪𝑶𝑽𝒁𝑘𝐼 +(1 − 𝐶𝑘𝑅)𝑪𝑶𝑽𝒁𝑘−1𝐼∗  (4-24) 
where the modified weighting factor 𝐶𝑘𝑅 is also applied to deal with both small and large 
variations in the measurement noise covariance. 
By matching the modified predicted measurement covariance given by the innovation 
covariance in eq.(4-21), we readily have 
�𝑤𝑖
𝑐�𝒚�𝑘
(𝑖) − 𝒚�𝑘  ��𝒚�𝑘(𝑖) − 𝒚�𝑘 �𝑇 + Γ𝑹𝑘−12𝑁
𝑖=1
= 𝑪𝑶𝑽
𝒁𝑘
𝐼
∗  (4-25) 
From eq.(4-25), the adaptive scaling factor Γ  for estimation of measurement noise 
covariance is determined as 
Γ = 𝑡𝑟 �𝑪𝑶𝑽𝒁𝑘𝐼∗ � − 𝑡𝑟 �∑ 𝑤𝑖𝑐�𝒚�𝑘(𝑖) − 𝒚�𝑘  ��𝒚�𝑘(𝑖) − 𝒚�𝑘 �𝑇2𝑁𝑖=1 �
𝑡𝑟(𝑹𝑘−1)  (4-26) 
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4.3. Performance evaluation and discussions 
 
A prototype system was implemented using the proposed method for online soft tissue 
characterization. This system employed measurements of interaction force and 
displacement as inputs to estimate the nonlinear parameters of the H-C model. Based on 
the estimated parameters of the H-C model, the interaction force data with soft tissue were 
reconstructed from displacements. Subsequently, the reconstructed forces were compared 
with the interaction forces to calculate the estimation error. The simulations, the 
experiments, and the comparison analyses were conducted to evaluate the performance of 
the proposed approach comprehensively in terms of: (i) system noise covariance estimation; 
(ii) measurement noise covariance estimation; (iii) the effect of the weighting factor; and (iv) 
the force reconstruction based on the estimated parameters of the H-C model. 
 
4.3.1. Simulations and analysis 
 
Simulations were conducted to comprehensively evaluate the performance of the proposed 
solution in estimating system and measurement noise covariances together with the 
associated force reconstructions. The time step for the simulations was set to 10ms. The 
initial state was defined as 𝒙0= [0.1, 0.1, 0.01, 0.0001, 0.0001, 1, 1]. 
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4.3.1.1. System noise covariance estimation 
 
For the performance evaluation in terms of system noise covariance estimation, it is 
supposed that the measurement noise statistics is completely known. Without loss of 
generality, set 𝑹𝑘 = 1 and 𝐸(𝒓𝑘) = 0. Two cases were studied. The first case was that the 
system noise covariance is constant or has a small variation. The other case was that the 
system noise covariance involves abrupt changes. 
4.3.1.1.1. Constant or small-variation system noise covariance 
 
Simulation trials were conducted under the same conditions by the Adaptive UKF (AUKF) 
and Recursive Adaptive UKF (RAUKF) for the case that the system noise covariance is 
constant or has a small variation. The measurement data were obtained from the H-C model 
by adding white Gaussian noise with zero mean and the covariance of 0.036N. The initial 
estimation value was 𝑸�0 = 0.004N, the window size was m = 4, the real covariance of system 
noise was 𝑸𝑘 = 0.036N, and 𝐸(𝒒𝑘) = 0. The simulation time was 90s. As shown in Figure 4-2, 
the system noise covariance estimated by AUKF via the windowing approximation involves 
large oscillations during the simulation. This is because the limited data available within the 
small window lead to poor estimation accuracy. In contrast, the system noise covariance 
estimated by RAUKF via the recursion method is close to the real value after 20s. This is 
because the estimation via the recursion method is obtained based on the entire available 
data. The RMSE (Root Mean Square Error) of AUKF is 0.0125N, while after 20s the RMSE of 
RAUKF is 0.0032N. It should be noted that in the estimation results of RAUKF are the same 
under both standard and modified weighting factors for this trial case. 
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(a) AUKF via windowing approximation (b) RAUKF via recursion 
Figure 4-2 Estimations of system noise covariance by both of AUKF and RAUKF for the case that system noise 
covariance is constant or in a small variation: The estimated system noise covariances are indicated by the blue 
line and the reference values are indicated by the red line 
 
Under the estimated system noise covariances in Figure 4-2, Figure 4-3 illustrates the 
estimation errors in terms of the force reconstruction by both AUKF and RAUKF. It is clear 
that the estimation error of RAUKF is much smaller than that of AUKF. Since the system 
noise covariance estimated by AUKF involves large oscillations during the simulation, the 
resultant estimation error also involves large oscillations during the entire simulation time. 
In contrast, since the system noise covariance estimated by RAUKF is close to the true value 
after the initial time period of 20s, the resultant estimation error becomes small and is 
further converged since then. The largest estimation error is 0.0394N for RAUKF, but 
0.1853N for AUKF. The mean estimation error of AUKF is 0.0374N when RAUKF is 0.0053N. 
The RMSE of RAUKF is 0.0070N, while that of AUKF is almost nine times larger, which is 
0.0475N. Table 4-1 summarises the estimation errors via AUKF and RAUKF. 
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Figure 4-3 Estimation errors in force reconstruction by both of AUKF and RAUKF corresponding to the 
estimated system noise covariances as shown in Figure 4-2: The estimation error of AUKF is indicated by the 
black line and that of RAUKF is indicated by the red line 
Table 4-1 Estimation errors of AUKF and RAUKF in the case that system noise covariance is constant or has a 
small variation  
Errors(N) AUKF RAUKF 
Mean error 0.0374 0.0053 
Max error 0.1853 0.0394 
RMSE 0.0475 0.0070 
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4.3.1.1.2. System noise covariance involving abrupt changes 
 
To analyse the effect of the weighting factor on system noise covariance estimation, 
simulation trials were conducted under the same conditions by RAUKF via both standard 
and modified weighting factors for the case of system noise covariance involving abrupt 
changes. The input signals were obtained from the H-C model by adding white Gaussian 
noise with zero mean. The noise covariance was set to 0.036N within [0, 36s] and 0.576N 
within (36s, 70s], leading to an abrupt change from 0.036N to 0.576N at 36s. The initial 
estimation value was 𝑸�0 = 0.004N, the window size was set to 𝑚 = 14, and the simulation 
time was 70s. 
  
(a) RAUKF with the standard weighting factor (b) RAUKF with the modified weighting factor 
Figure 4-4 Estimations of system noise covariance by RAUKF with both of standard and modified weighting 
factors for the case that system noise covariance involves abrupt changes: The estimated system noise 
covariances are indicated by the blue line, and the reference values are indicated by red line 
 
Figure 4-4 shows the system noise covariances estimated by RAUKF via both standard and 
modified weighting factors. Although the estimation results with both weighting factors 
follow the reference value of 0.036N within [0, 36s], the estimation of the standard 
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weighting factor does not follow the abrupt change from 0.036N to 0.576N at 36s, leading 
to the mean error of 0.372N after 36s. In contrast, the estimation of system noise 
covariance under the modified weighting factor rapidly follows the abrupt change from 
0.036N to 0.576N at 36s, leading to the mean error of 0.0088N after 36s. This demonstrates 
that RAUKF can accommodate abrupt changes in system noise covariance with the modified 
weighting factor. 
 
 
Figure 4-5 Estimation errors in terms of force reconstruction by RAUKF corresponding to the estimated system 
noise covariances via both standard and modified weighting factors as shown in Figure 4-4: The estimation 
error via the standard weighting factor is indicated by the black line, and the one via the modified weighting 
factor is indicated by the red line 
 
Figure 4-5 shows the estimation errors in force reconstruction under the estimated system 
noise covariances as shown in Figure 4-4. It can be seen that before 36s although the RAUKF 
estimation errors via both standard and modified weighting factors are small and converged 
to zero, the one via the modified weighting factor is even smaller and has a faster 
convergence speed. However, after 36s, due to the biased estimate of the system noise 
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covariance, the estimation error by RAUKF via the standard weighting factor involves large 
oscillations, leading to the RMSE of 0.0749N. In contrast, the estimation error by RAUKF via 
the modified weighting factor is much smaller and converged to zero, leading to the RMSE 
of 0.0046N. This demonstrates that the modified weighting factor enables the RAUKF to 
account for abrupt changes in system noise covariance, thus leading to improved estimation 
accuracy. Table 4-2 summarizes the RAUKF estimation errors via both standard and 
modified weighting factors. 
Table 4-2 RAUKF estimation errors under both standard and modified weighting factors for the case that 
system noise covariance involves abrupt changes 
Errors (N) Standard weighting factor Modified weighting factor 
Mean error 0.0030 0.0009 
Max error 0.4517 0.0389 
RMSE 0.0749 0.0046 
 
4.3.1.2. Measurement noise covariance estimation 
 
In order to evaluate the estimation of measurement noise covariance, it is assumed that the 
system noise statistics are exactly known. Without loss of generality, choose 𝑸𝑘 = 1 and 
𝐸(𝒒𝑘) = 0. Similar to Section 4.3.1.1, two cases were studied. The first case was when the 
measurement noise covariance is constant or in a small variation, and the other was the 
measurement noise covariance involves abrupt changes. 
4.3.1.2.1. Constant or small-variation measurement noise covariance  
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Simulation trials were conducted under the condition that the measurement noise 
covariance is constant or has a small variation by both AUKF and RAUKF. It should be noted 
that in this case, the RAUKF estimation results are the same under both standard and 
modified weighting factors. 
  
(a) AUKF via windowing approximation  (b) RAUKF via recursion 
Figure 4-6 Estimations of measurement noise covariance by both of AUKF and RAUKF for the case that 
measurement noise covariance is constant or small-variation: The estimated measurement noise covariances 
are indicated by the blue line and the reference values are indicated by the red line 
 
The input signals were obtained from the H-C model by adding white Gaussian noise with 
zero mean and the covariance of 0.036N. The initial estimation value was 𝑹�0 = 0.004N. The 
window size was set to m = 4. The simulation time was 70s. As shown in Figure 4-6, the 
estimation of measurement noise covariance, by AUKF via the windowing approximation, 
involves the large oscillations during the entire testing time, while the one by RAUKF via 
recursion is very close to the reference value after 15s. The RMSE of RAUKF is 0.0051N, 
which is almost two times smaller than the AUKF with RMSE of 0.0101N. This demonstrates 
the accuracy of RAUKF is significantly higher than that of AUKF for estimation of 
measurement noise covariance. 
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Figure 4-7 Estimation errors in force reconstruction by both of AUKF and RAUKF corresponding to the 
estimated measurement noise covariances as shown in Figure 4-6: The estimation error by AUKF is indicated 
by the black line and that by RAUKF is indicated by the red line 
 
Figure 4-7 illustrates the estimation errors in the force reconstruction by both AUKF and 
RAUKF under the estimated measurement noise covariances as shown in Figure 4-6. It can 
be seen clearly that the estimation error of AUKF is much larger than that of RAUKF during 
the entire testing time. In addition, the estimation error of RAUKF is converged close to zero 
after 15s while that of AUKF becomes slightly smaller than initial estimation error. This is 
because the estimated measurement noise covariance by windowing approximation 
fluctuates during the entire simulation while that by RAUKF is converged close to the 
reference value.  The RMSE of RAUKF is 0.0286N, which is two-three times smaller than that 
of AUKF (0.0708N). Further, the maximum and mean estimation errors of AUKF are about 
two times larger than those of RAUKF. The maximum estimation error is 0.2905N for AUKF, 
while the error is 0.145N for RAUKF. The mean estimation error is 0.0551N for AUKF, while 
the error is 0.0102N for RAUKF. Therefore, the estimation accuracy of RAUKF is significantly 
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higher than that of AUKF. Table 4-3 compares the estimation errors by both AUKF and 
RAUKF. 
Table 4-3 Estimation errors of AUKF and RAUKF for constant or small-variation measurement noise covariance 
Errors (N) AUKF RAUKF 
Mean error 0.0551 0.0102 
Max error 0.2950 0.1450 
RMSE 0.0708 0.0286 
 
4.3.1.2.2. Measurement noise covariance involving abrupt changes  
 
To analyse the effect of the weighting factor for measurement noise covariance estimation, 
trials were conducted under the same conditions by RAUKF via both standard and modified 
weighting factors for the case of measurement noise covariance involving abrupt changes. 
The input signals were obtained from the H-C model by adding white Gaussian noise with 
zero mean. The covariance of this measurement noise was set to 0.036N within [0, 32s] and 
0.576N within (32s, 70s], leading to an abrupt change at 32s. The initial estimation value 
was 𝑹�0 =0.004N. The window size m = 14. The simulation time was 70s. Figure 4-8 shows 
the system noise covariances estimated by RAUKF via both standard weighting factor and 
modified weighting factor. As shown in Figure 4-8, the estimations of measurement noise 
covariance under both weighting factors follow the reference value of 0.036N within [0, 32s]. 
However, the estimation under the standard weighting factor does not follow the abrupt 
change from 0.036N to 0.576N at 32s, leading to the large mean error of 0.2662N after 32s. 
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In contrast, the estimation under the modified weighting factor follows closely the abrupt 
change, leading to the mean error of 0.043N after 32s. 
  
(a) RAUKF with the standard weighting factor (b) RAUKF with the modified weighting factor 
Figure 4-8 Measurement noise covariance estimations by RAUKF via both standard and modified weighting 
factors for the case that measurement noise covariance involves abrupt changes: The estimated measurement 
noise covariances are indicated by the blue line and the reference values are indicated by the red line 
 
Figure 4-9 shows the estimation errors in force reconstruction corresponding to the 
estimated measurement noise covariances as shown in Figure 4-8. Within the time period [0, 
32s] before the abrupt change at 32s, both standard and modified weighting factors result 
in the similar estimation error. The mean error is 0.0025N by the standard weighting factor, 
and 0.0023N by the modified weighting factor. However, after the abrupt change at 32s, 
due to the biased estimate of the measurement noise covariance, the use of the standard 
weighting factor results in a large magnitude of oscillations in the estimation error curve, 
leading to the RMSE of 0.0907N. In contrast, with the modified weighting factor, the 
magnitude of oscillations in the estimation error curve after 32s is significantly decreased 
and gradually converged to zero, leading to the RMSE of 0.0444N. The results proved that 
with the modified weighting factor, RAUKF is able to accommodate abrupt changes in the 
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measurement noise covariance. Table 4-4 lists the estimation errors of RAUKF under both 
standard and modified weighting factor, where the mean error and maximum error under 
the standard weighting factor are 0.0603N and 0.5493N, while 0.0284N and 0.2961N under 
the modified weighting factor. 
 
Figure 4-9 Estimation errors in force reconstruction by RAUKF corresponding to the estimated measurement 
noise covariances via both standard and modified weighting factors as shown in Figure 4-8: The estimation 
error via the standard weighting factor is indicated by the black line, and the one via the modified weighting 
factor is indicated by the red line 
 
Table 4-4 Estimation errors of RAUKF via both standard and modified weighting factors 
Errors (N) Standard weighting factor Modified weighting factor 
Mean error 0.0603 0.0284 
Max error 0.5493 0.2961 
RMSE 0.0907 0.0444 
4.3.2. Experiments and analysis 
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The performance evaluation is also conducted on two experimental cases in the presence of 
abrupt changes. One was for robotic-assisted needle insertion in the presence of rapture 
events, where the measurement data were acquired from the literature. The other was for 
mechanical indentation in the presence of sudden changes. 
4.3.2.1. Robotic-assisted needle insertion 
 
Trials were conducted to evaluate the performance of the proposed methodology for the 
case of robotic-assisted needle insertion. The experimental data of interaction force and 
displacement during the process of needle insertion were obtained from the literature [55] 
as shown in Figure 4-10.  The inserted needle penetrated the soft tissue layers (L1, L2, L3, L4 
and L5) in sequence. The penetrations caused the abrupt changes in force signal as shown in 
Figure 4-10 (Rupture L1, L2, L3, L4 and L5). 
 
Figure 4-10 The measured interaction force when the needle is inserted into heterogeneous materials 
The interaction force consists of the four cusps where are at the displacements of around 
20mm, 29mm, 32mm, and 36mm (see Figure 4-11). These cusps represent the rupture 
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events encountered by the robotic needle during the insertion process. For comparison 
analysis, trials were conducted under the same conditions by three different methods: UKF, 
AUKF, and RAUKF with the modified weighting factor. The initial state and noise covariance 
were set as 𝒙0= [0.1, 0.1, 0.01, 0.0001, 0.0001, 1, 1], 𝑸0= 0.1 and 𝑹0= 0.1. The window size 
for both AUKF and RAUKF was set to m =4. 
Figure 4-11 shows the reconstructed forces with the estimated parameters of the H-C model 
by UKF, AUKF, and RAUKF, respectively. It can be seen that the UKF estimation results in 
large errors at the four cusps, where the estimation error 0.378N at the first cusp of around 
20mm is most significant. An obvious deviation is also stayed in the displacement range 
from around 40mm to 50mm after the four cusp, leading to the mean error of 0.068N and 
the RMSE of 0.15N. 
   
(a)UKF (b)AUKF (c)RAUKF 
Figure 4-11 Reconstructed forces by UKF, AUKF, and RAUKF: The interaction forces are indicated by the black 
dash line and the reconstructed forces the red solid line 
 
It also can be seen that AUKF improves the estimation accuracy of UKF at the four cusps, 
leading to the mean error of 0.044N and RMSE of 0.069N. However, the pronounced errors 
still exist at and after the four cusps. This is because the estimated noise covariance in AUKF 
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is inaccurate as shown in the previous simulations. In contrast, the reconstructed forces by 
RAUKF are very close to the reference values at and after the four cusps, leading to the 
mean error of 0.020N and RMSE of 0.039N.  
Table 4-5 lists the mean and maximum errors as well as RMSEs of the three methods. It can 
be seen that although both AUKF and RAUKF outperform UKF, RAUKF has the smallest 
estimation errors of 0.02N and RMSE of 0.039N. The mean and maximum errors of RAUKF 
are more than three times smaller than those of UKF. The RMSE of RAUKF is almost four 
times smaller than that of UKF. The mean and maximum errors as well as RMSE of RAUKF 
are also much smaller than those of AUKF. 
Table 4-5 Estimation errors of UKF, AUKF, and RAUKF for the case of robotic-assisted needle insertion 
Error (N) UKF AUKF RAUKF 
Mean Error 0.683 0.044 0.020 
Maximum Error 0.738 0.346 0.205 
RMSE 0.150 0.069 0.039 
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4.3.2.2. Mechanical indentation with sudden changes 
 
Mechanical indentation tests were also conducted to evaluate the performance of the 
proposed method for soft tissue characterization in the presence of sudden changes. The 
indentation tests were conducted on a phantom tissue sample using the DMA (Dynamic 
Mechanical Analyser, Seiko Instruments). As shown in Figure 4-12, the phantom tissue is 
made up of silicone rubbers, which have the similar characteristics as human soft tissue [61]. 
The phantom tissue was of cubic shape (1cm × 1cm × 0.55cm) to fit into the DMA machine. 
An indenter of 1cm diameter was used to compress the phantom tissue vertically. In order 
to present sudden changes, the indenter was controlled to compress the phantom tissue 
with a given displacement and then hold at the displacement for around 0.9s. The shape of 
silicon cube was abruptly deformed when the displacement of the indenter was increased 
dramatically, leading the sudden changes. Subsequently, the indenter was controlled at the 
maximum speed (1,000,000 um/min) to increase the displacement by 1mm and then hold at 
the new displacement for around 0.9s, with the conduction of three times. The data of 
displacement and load were acquired from the DMA during the compression tests. As 
shown in Figure 4-13, there were three abrupt changes (three steps) in the force curve at 
around 0.9s. 1.8s and 2.7s, which represent sudden changes in RAMIS. Trials were 
conducted under the same conditions by UKF, AUKF, and RAUKF based on measured forces 
and displacements. The parameters used in these filters were the same as the previous case 
of robotic-assisted needle insertion. 
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(a) (b) 
Figure 4-12 Experimental setups for mechanical indentation on the phantom tissue: (a) the indenter and 
phantom tissue; and (b) the appearance of DMA 
   
(a) UKF (b) AUKF (c) RAUKF 
Figure 4-13 Reconstructed forces by UKF, AUKF, and RAUKF for the case of mechanical indentation: The 
interaction forces are indicated by the black dash line and the reconstructed forces the red solid line 
 
Figure 4-13 shows the reconstructed forces by UKF, AUKF, and RAUKF from measured forces 
and displacements. It can be seen that the UKF estimation has large estimation errors at 
each abrupt change, leading to the maximum error of 0.6341N, mean error of 0.0099N and 
RMSE of 0.0157N, respectively. Comparing to the UKF estimation, the AUKF estimation 
follows the reference force curve, without involving a large estimation error. The mean 
error of AUKF is 0.0064N, which is smaller than that of UKF. However, due to the inaccurate 
66 
 
 
 
 
noise covariance estimation, the AUKF estimation error becomes large after around 2s with 
a large peak error at 2.5s where the interaction force is changed abruptly. Different from 
UKF and AUKF, due to the use of the modified weighting factor, the RAUKF estimation 
closely follows the reference force curve, especially at the three abrupt changes. Its RMSE is 
0.0098N, which is much smaller than those of UKF and AUKF.  
Table 4-6 Estimation errors of UKF, AUKF, and RAUKF for the case of mechanical indentation with sudden 
changes 
Error(N) UKF AUKF RAUKF 
Mean Error 0.0099 0.0064 0.0062 
Maximum Error 0.6341 0.0727 0.0638 
RMSE 0.0157 0.0109 0.0098 
 
Table 4-6 compares the estimation errors of the three methods. It can be seen that in 
addition to the mean error, the maximum error and RMSE of RAUKF are also much smaller 
than those of UKF and AUKF.  
 
4.4. Summary 
 
This chapter presents a new nonlinear filtering approach for online nonlinear soft tissue 
characterization in RAMIS. An adaptive UKF was established based on the nonlinear H-C 
model for online estimate soft tissue parameters without prior knowledge of noise statistics. 
A recursive adaptive UKF with the modified weighting factor was further developed to 
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improve the estimation accuracy and accommodate large variations in noise statistics. The 
comparison in the simulations and experiments demonstrated that the proposed 
methodology can effectively estimate soft tissue parameters under the system and 
measurement noises in both small and large variations, leading to the improved filtering 
accuracy and robustness in comparison with the UKF-based method. 
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5. Random weighting strong tracking unscented Kalman 
filter in the presence of model error 
 
5.1. Introduction  
 
The proposed RAUKF in Chapter 4 addresses the problem of inaccurate noise statistics in 
UKF for online soft tissue characterization method. However, the UKF also requires an 
accurate system model. In RAMIS, the system model always involves uncertainties such as 
inappropriate initial conditions, modelling error due to model simplification for the purpose 
of computational efficiency, unexpected system noises and stochastic drifts. These 
uncertainties deteriorate UKF-based solutions. 
To solve the model error problem in the UKF-based online soft tissue characterization, this 
chapter presents a random weighting strong tracking unscented Kalman filter (RWSTUKF). 
This RWSTUKF adopts the Strong Tracking (ST) method to address the UKF problem of 
performance degradation due to system model error. A scaling factor is introduced into the 
predicted state covariance to account for a system model error. To prevent the 
cumbersome calculation of Jacobian matrix of contact model, this scaling factor is 
determined according to the orthogonality principle, where the random weighting concept 
is adopted to provide the reliable estimation for innovation covariance. Simulations and 
comparison analysis with UKF were conducted to comprehensively evaluate the 
performance of the proposed RWSTUKF. 
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The random weighing concept was proposed to improve the estimation performance of 
windowing approximation method [62, 63]. Assume a distribution function 𝐴(𝑥)  and 
independent and identical distributed stochastic variable 𝑋1, … ,𝑋𝑛 based on the 𝐴(𝑥), the 
empirical distributed function is established as 
𝐴𝑛(𝑥) = 1𝑛  �𝐼(𝑋𝑖≤𝑥)𝑛
𝑖=1
 (5-1) 
where 𝐼(𝑋𝑖≤𝑥) is the indicator function. The distribution function in (5-1) could be re-written 
with the random vector 𝑣1, … , 𝑣𝑛 as 
𝑉𝑛(𝑥) = �𝑣𝑖𝐼(𝑋𝑖≤𝑥)𝑛
𝑖=1
 (5-2) 
Note that the random vector 𝑣𝑛 should be meet the condition of Dirichlet distribution 
𝐷 (1,1, … ,1) , which is represented as ∑ 𝑣𝑖𝑛𝑖=1 = 1  and the joint density function 
𝑗(𝑣1, 𝑣2, … , 𝑣3) = Λ(𝑛)  where (𝑣1, 𝑣2, … , 𝑣𝑛) ∈ 𝐷𝑛  and 𝐷𝑛−1 = [(𝑣1, 𝑣2, … , 𝑣𝑛−1): 𝑣𝑘 ≥0, 𝑘 = 1,2 … ,𝑛 − 1,∑ 𝑣𝑘 ≤ 1𝑛−1𝑘=1 ].  
 
5.2. Analysis of the effect of an inaccurate system model in UKF 
 
The predicted state in eq.(3-14) can be rewritten as  
𝒙�𝑘 =  12𝑁�𝒘𝑖𝑚  (𝑓(𝒙�𝑘−1(𝑖)  )) 2𝑁
𝑖=1
 (5-3) 
Consider the contact state equation eq.(3-9)  has the error 𝑓𝑒(∙). The state prediction error 
𝒙�𝑘 can be calculated as 
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𝒙�𝑘 =   12𝑁�𝒘𝑖𝑚  𝑓𝑒�𝒙�𝑘−1(𝑖) � 2𝑁
𝑖=1
 (5-4) 
The eq.(5-4) represents a predicted state in the presence of model error 𝑓𝑒(∙). 
Summing eq.(5-3) and eq.(5-4) together yields 
𝒙�𝑘 + 𝒙�𝑘 =  12𝑁�𝒘𝑖𝑚 (𝑓(𝒙�𝑘−1(𝑖)  )) 2𝑁
𝑖=1
+  12𝑁�𝒘𝑖𝑚 𝑓𝑒�𝒙�𝑘−1(𝑖) � 2𝑁
𝑖=1
 (5-5) 
eq.(5-5) represents a predicted state in the presence of model error 𝑓𝑒(∙). 
The predicted state covariance in the presence of model error  𝑓𝑒(∙) is calculated with 
eq.(5-5) by unscented transformation (UT) method as   
�𝒘𝑖
𝑐�𝒙�𝑘
(𝑖) − 𝒙�𝑘 + 𝒙�𝑘(𝑖) − 𝒙�𝑘��𝒙�𝑘(𝑖) − 𝒙�𝑘 + 𝒙�𝑘(𝑖) − 𝒙�𝑘�𝑇 +  𝑸𝑘2𝑁
𝑖=1
 (5-6) 
where 𝒙�𝑘
(𝑖), 𝒙�𝑘(𝑖) are the sigma points, which are selected from 𝒙�𝑘 and 𝒙�𝑘 respectively.  
Denote 
𝑿�𝑘
(𝑖) =  𝒙�𝑘(𝑖) − 𝒙�𝑘 
(5-7) 
𝑿�𝑘
(𝑖) = 𝒙�𝑘(𝑖) − 𝒙�𝑘  
eq.(5-6)  can be further written with eq.(5-7) as 
�𝒘𝑖
𝑐�𝑿�𝑘
(𝑖) + 𝑿�𝑘(𝑖)��𝑿�𝑘(𝑖) + 𝑿�𝑘(𝑖)�𝑇 +  𝑸𝑘2𝑁
𝑖=1
 (5-8) 
= �𝒘𝑖𝑐 �𝑿�𝑘(𝑖)𝑿�𝑘(𝑖)𝑇 + 𝑿�𝑘(𝑖)𝑿�𝑘(𝑖) + 𝑿�𝑘(𝑖)𝑿�𝑘(𝑖)𝑇 + 𝑿�𝑘(𝑖)𝑿�𝑘(𝑖)𝑇� +  𝑸𝑘2𝑁
𝑖=1
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Define the predicted state covariance error 𝑷�𝑘  
𝑷�𝑘 = �𝒘𝑖𝑐 �𝑿�𝑘(𝑖)𝑿�𝑘(𝑖) + 𝑿�𝑘(𝑖)𝑿�𝑘(𝑖)𝑇 + 𝑿�𝑘(𝑖)𝑿�𝑘(𝑖)𝑇�2𝑁
𝑖=1  (5-9) 
Substituting eq.(5-7) into eq.(3-15) yields 
𝑷�𝑘 = �𝑤𝑖𝑐 �𝑿�𝑘(𝑖)𝑿�𝑘(𝑖)𝑇� +  𝑸𝑘2𝑁
𝑖=1
 (5-10) 
With eq.(5-9) and eq.(5-10), the predicted state covariance in the presence of model error  𝑓𝑒(∙) in eq.(5-8) can be written as 
�𝑤𝑖
𝑐 �𝑿�𝑘
(𝑖)𝑿�𝑘(𝑖)𝑇� +  𝑸𝑘2𝑁
𝑖=1
+ �𝑤𝑖𝑐 �𝑿�𝑘(𝑖)𝑿�𝑘(𝑖) + 𝑿�𝑘(𝑖)𝑿�𝑘(𝑖)𝑇 + 𝑿�𝑘(𝑖)𝑋�𝑘(𝑖)𝑇�2𝑁
𝑖=1
 (5-11) 
= 𝑷�𝑘 + 𝑷�𝑘   
It can be seen from eq.(5-11) that model error 𝑓𝑒(∙) causes predicted state covariance’s 
error 𝑷�𝑘, leading to the inaccurate Kalman gain. Therefore, the state estimate will be 
degraded when the contact model involves error. 
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5.3. Random weighting unscented Kalman filter for soft tissue 
characterization  
 
This chapter presents a new method to address the UKF problem of performance 
degradation in the presence of model error for soft tissue characterization. This method 
corrects the predicted state covariance in the UKF procedure using the ST concept to 
improve the estimation accuracy in the presence of system model error, where the random 
weighting estimation is constructed for the innovation covariance. 
 
5.3.1. Correction of predicted state covariance 
 
As analysed above, the predicted state covariance has the deviation 𝑷�𝑘 due to system 
model error 𝑓𝑒(∙). Using the deviation to correct the state covariance described by eq.(3-15) 
yields 
𝑷�𝑘
∗  =  �𝑤𝑖𝑐�𝒙�𝑘(𝑖) − 𝒙�𝑘  ��𝒙�𝑘(𝑖) − 𝒙�𝑘   �𝑇 + 𝑸𝑘2𝑁
𝑖=1
+ 𝑷�𝑘  (5-12) 
where 𝑷�𝑘∗  denotes the corrected predicted state covariance. 
Equation (5-12) can be further written as 
𝑷�𝑘
∗   = 𝜸𝑘 ��𝑤𝑖𝑐�𝒙�𝑘(𝑖) − 𝒙�𝑘 ��𝒙�𝑘(𝑖) − 𝒙�𝑘  �𝑇2𝑁
𝑖=1
+ 𝑸𝑘�  (5-13) 
 = 𝜸𝑘𝑷�𝑘   
where 𝜸𝑘 is called the scaling factor, which is defined as 
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 𝜸𝑘  = 1 +  𝑷�𝑘
∑ 𝑤𝑖
𝑐�𝒙�𝑘
(𝑖) − 𝒙�𝑘  ��𝒙�𝑘(𝑖) − 𝒙�𝑘 �𝑇2𝑁𝑖=1 + 𝑸𝑘 (5-14) 
 
If we know the deviation 𝑷� 𝑘 in eq.(5-14), we can calculate the modified predicted state 
covariance 𝑷�𝑘∗  directly. However, the deviation 𝑷�𝑘 is calculated from the state prediction 
error 𝒙�𝑘, which is the difference between the true state 𝒙𝑘 and predicted state 𝒙�𝑘. Since the 
true state 𝒙𝑘 is generally unknown, it is difficult to calculate the deviation 𝑷�𝑘 directly. 
Alternatively, in this chapter, the predicted state covariance is modified using the 
orthogonality principle. 
  
Theorem 1    Under the orthogonality principle [64], γk can be determined as  
𝜸𝑘 =  𝑡𝑟 �∑ 𝒗𝑗𝒁𝑘−𝑗𝐼 𝒁𝑘−𝑗𝐼 𝑇𝑚𝑗=1 � − 𝑡𝑟( 𝑹𝑘)
𝑡𝑟 �𝑯𝑘𝑷�𝑘𝑯𝑘
𝑇 �  (5-15) 
where 𝑯𝑘 = 
𝜕ℎ(𝑥)
𝜕𝑥
�
𝒙=𝒙�𝑘
 and where 𝑡𝑟 (∙) denotes the trace of a matrix. 
 
Proof   Consider the following analytical conditions 
𝑩𝑗,𝑘 = 𝐸 �𝒁𝑘𝐼 𝑇 ∙ 𝒁𝑘+𝑗𝐼 � = 0 ,     𝑗 = 1,2,⋯ (5-16) 
where 𝒁𝑘𝐼 =  𝒚𝑘 −  𝒚�𝑘  denotes the innovation vector. The eq.(5-16) is the principle of 
innovation orthogonality, which is used for extraction of all useful information in the 
innovation sequence. 
Define the estimation error as 
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𝒆�𝑘 = 𝒙𝑘 −  𝒙�𝑘 (5-17) 
Define the prediction error as 
𝒆�𝑘 = 𝒙𝑘 − 𝒙�𝑘  (5-18) 
Substituting eq.(3-9)  and eq.(3-14) into eq.(5-18) and expanding 𝑓(∙) by a Tailor series 
about 𝒙�𝑘−1, the prediction error becomes  
𝒆�𝑘 = 𝑭𝑘  𝒆�𝑘−1 + 𝒒𝑘 (5-19) 
where 𝑭𝑘 = 
𝜕𝑓(𝒙)
𝜕𝒙
�
𝒙=𝒙�𝑘−1
 
By considering modelling error 𝑓𝑒(∙), eq.(5-19) become 
𝒆�𝑘 = (𝑭𝑘 + 𝑭𝑘𝑒) 𝒆�𝑘−1 + 𝒒𝑘 (5-20) 
where 𝑭𝑘𝑒  = 
𝜕 𝑓𝑒(𝑥)
𝜕𝑥
�
𝒙=𝒙�𝑘−1
 
Assuming the measurement model is accurate. Similar to eq.(5-19), the innovation vector 
𝒁𝑘
𝐼  can be defined as   
𝒁𝑘
𝐼 = 𝑯𝑘  𝒆�𝑘 + 𝒓𝑘 (5-21) 
where 𝑯𝑘 = 
𝜕ℎ(𝑥)
𝜕𝑥
�
𝒙=𝒙�𝑘−1
 
𝑷�𝑘 is defined by 
𝑷�𝑘  = 𝐸 [(𝒙𝑘 − 𝒙�𝑘 )(𝒙𝑘 − 𝒙�𝑘 )𝑇] (5-22) 
𝑷𝒙�𝑘𝒚�𝑘  is defined by  
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𝑷𝒙�𝑘𝒚�𝑘   = 𝐸 [(𝒙𝑘 − 𝒙�𝑘 )(𝒚𝑘 −  𝒚�𝑘 )𝑇] (5-23) 
Substituting eq.(5-21) into eq.(5-22) with eq.(5-17) yields 
𝑷𝒙�𝑘𝒚�𝑘   = 𝐸 [(𝒙𝑘 − 𝒙�𝑘 )(𝑯𝑘(𝒙𝑘 − 𝒙�𝑘)  + 𝒓𝑘)𝑇] (5-24) 
 = 𝐸 �(𝒙𝑘 − 𝒙�𝑘  )(𝒙𝑘 − 𝒙�𝑘 )𝑇𝑯𝑘𝑇 + 𝒓𝑘𝑇�  
 =  𝑷�𝑘𝑯𝑘𝑇  
Substituting eq.(5-20) into eq.(5-21) yields  
𝒁𝑘
𝐼 = 𝑯𝑘[(𝑭𝑘 + 𝑭𝑘𝑒)𝒆�𝑘−1 + 𝒒𝑘] + 𝒓𝑘 (5-25) 
Substituting eq.(5-25) into eq.(5-16) leads to  
𝑩𝑗,𝑘 = 𝐸 ��𝑯𝑘+𝑗 ��𝑭𝑘+𝑗 + 𝑭𝑘+𝑗𝑒 �𝒆�𝑘+𝑗−1 + 𝒒𝑘+𝑗� + 𝒓𝑘+𝑗� × �𝑯𝑘�(𝑭𝑘 + 𝑭𝑘𝑒)𝒆�𝑘−1 + 𝒒𝑘� + 𝒓𝑘�𝑇� (5-26) 
 = 𝐸 ��𝑯𝑘+𝑗�𝑭𝑘+𝑗 + 𝑭𝑘+𝑗𝑒 � �𝒙𝑘+𝑗−1 − 𝒙�𝑘+𝑗−1 − 𝐾𝑘+𝑗−1�𝒚𝑘+𝑗−1 −  𝒚�𝑘+𝑗−1���× �𝑯𝑘�(𝑭𝑘 + 𝑭𝑘𝑒)𝒆�𝑘−1 + 𝒒𝑘� + 𝒓𝑘�𝑇�  
 = 𝐸 ��𝑯𝑘+𝑗�𝑭𝑘+𝑗 + 𝑭𝑘+𝑗𝑒 � ��𝑭𝑘+𝑗−1 + 𝑭𝑘+𝑗−1𝑒 � 𝒆�𝑘+𝑗−2 − 𝑲𝑘+𝑗−1�𝑯𝑘�(𝑭𝑘 + 𝑭𝑘𝑒)𝒆�𝑘+𝑗−2����× �𝑯𝑘�(𝑭𝑘 + 𝑭𝑘𝑒)𝒆�𝑘−1 + 𝒒𝑘� + 𝒓𝑘�𝑇�   = 𝐸 ��𝑯𝑘+𝑗�𝑭𝑘+𝑗 + 𝑭𝑘+𝑗𝑒 ��𝐼 − 𝑲𝑘+𝑗−1𝑯𝑘(𝑭𝑘 + 𝑭𝑘𝑒)𝒆�𝑘+𝑗−2��× �𝑯𝑘�(𝑭𝑘 + 𝑭𝑘𝑒)𝒆�𝑘−1 + 𝒒𝑘� + 𝒓𝑘�𝑇�   = 𝑯𝑘+𝑗�𝑭𝑘+𝑗 + 𝑭𝑘+𝑗𝑒 � × � � (𝐼 − 𝑲𝑖𝑯𝑖)(𝑭𝑖 + 𝑭𝑖𝑒)𝑘+𝑗−1
𝑖=𝑘+1
� × �𝑷�𝒙�𝑘𝒚�𝑘 − 𝑲𝑘𝑩0,𝑘�  
where the system and measurement noise covariances are Gaussian white noises, i.e., 
𝐸�𝒓𝒊𝒓𝑗
𝑇� = 0, 𝐸�𝒒𝑖𝒒𝑗𝑇� = 0 𝐸�𝒒𝑖𝒓𝑗𝑇� = 0 (𝑖 ≠ 𝑗). 
𝑩0,𝑘 is the innovation covariance and its arithmetic mean estimation can be represented as 
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𝑩0,𝑘 = 1𝑚�𝒁𝑘−𝑗𝐼 𝒁𝑘−𝑗𝐼 𝑇𝑚
𝑗=1
 (5-27) 
where m is the window width, which is the number of measurements within the window 
(𝑡𝑘−1, 𝑡𝑘−2, … , 𝑡𝑘−𝑚). 
Applying the random weighting concept to eq.(5-27), the random weighting estimation of 
𝑩0,𝑘  can be written as 
𝑩0,𝑘 = �𝒗𝑗𝑚
𝑗=1
𝒁𝑘−𝑗
𝐼 𝒁𝑘−𝑗
𝐼 𝑇 (5-28) 
where 𝒗𝑗 is the random weighting factor which meets the condition  ∑ 𝒗𝑗𝑚𝑗=1 = 1. 
To meet condition of eq.(5-16), eq.(5-26) is required to be zero which leads to the condition 
𝑷�𝒙�𝑘𝒚�𝑘 − 𝑲𝑘𝑩0,𝑘 = 0 (5-29) 
By Taylor series, the predicted measurement covariance given by eq.(3-17) can be further 
written as  
𝑷𝒚�𝑘  = �𝑤𝑖𝑐�𝒚�𝑘(𝑖) − 𝒚�𝑘 ��𝒚�𝑘(𝑖) − 𝒚�𝑘 �𝑇 + 𝑹𝑘2𝑁
𝑖=1
 (5-30) 
 =   𝑯𝑘𝑷𝒙𝑯𝑘𝑇 + 𝑹𝑘   
where 𝑯𝑘 = 
𝜕ℎ(𝒙)
𝜕𝒙
�
𝒙=𝒙�𝑘−1
. 
Replacing 𝑷�𝑘 in eq.(5-30) with the corrected predicted state covariance 𝑷�𝑘∗  in eq.(5-13) 
yields 
  𝑷𝒚�𝑘∗   = �𝑯𝑘𝜸𝑘𝑷�𝑘𝑯𝒌𝑻�  +  𝑹𝑘   (5-31) 
 = 𝜸𝑘 �𝑯𝑘𝑷�𝑘𝑯𝑘𝑇�  +  𝑹𝑘  
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where 𝑷𝒚�𝑘
∗  denotes the modified predicted measurement covariance. 
Similarly, eq.(5-24) can be further written as 
𝑷�𝒙�𝑘𝒚�𝑘 =  𝜸𝑘𝑷𝑘𝑯𝑘𝑇  (5-32) 
Substituting eq.(5-31) and eq.(5-32) into eq.(5-29) and further holding it, we have 
𝜸𝑘�𝑯𝑘𝑷𝑘𝑯𝑘
𝑇�  = 𝒀0,𝑘 −  𝑹𝑘 (5-33) 
Subtitling eq.(5-28) into eq.(5-33) yields 
𝜸𝑘�𝑯𝑘𝑷𝑘𝑯𝑘
𝑇�  =  �𝒗𝑗 �𝒁𝑘−𝑗𝐼 𝒁𝑘−𝑗𝐼 𝑇� −  𝑹𝑘𝑚
𝑗=1
 (5-34) 
From eq.(5-34), 𝜸𝑘 is determined as  
𝜸𝑘 =  𝑡𝑟 �∑ 𝒗𝑗𝒁𝑘−𝑗𝐼 𝒁𝑘−𝑗𝐼 𝑇𝑚𝑗=1 � − 𝑡𝑟( 𝑹𝑘)
𝑡𝑟 �𝑯𝑘𝑷�𝑘𝑯𝑘
𝑇 �  (5-35) 
where 𝑡𝑟(∙) denotes the trace of a matrix.  
The proof of Theorem 1 is completed. 
Substituting (5-35) into (5-13), the corrected predicted state covariance is calculated as 
𝑷�𝑘
∗  =   �𝑡𝑟 �∑ 𝒗𝑗𝒁𝑘−𝑗𝐼 𝒁𝑘−𝑗𝐼 𝑇𝑚𝑗=1 � − 𝑡𝑟( 𝑹𝑘)
𝑡𝑟 �𝑯𝑘𝑷�𝑘𝑯𝑘
𝑇 � �𝑷�𝑘 (5-36) 
From the above, we can see that the proposed RWSTUKF takes into account system model 
error by correcting the predicted state covariance. Further, the determination process of 
the scaling factor 𝜸𝑘 does not involve the calculation of Jacobian matrix. 
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5.3.2. Random weighting UKF algorithm 
 
The detailed procedure of the proposed method is described in Figure 5-1. In the absence of 
system model error, the proposed method just follows the standard UKF procedure. In the 
presence of system model error, the predicted state covariance is corrected to compensate 
system model error and further re-estimate the system state. It can be seen from Figure 5-1, 
the proposed method only repeats the process of measurement update step in the Kalman 
filter procedure, which is explained in Chapter 3, to maintain the computational efficiency.  
 
Figure 5-1 Architecture of RWSTUKF  
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5.4. Performance evaluation and discussion 
 
Simulations were conducted to comprehensively evaluate the proposed RWSTUKF. The 
simulation trials were conducted to evaluate the performance of RWSTUKF under the three 
different model errors (i.e., initial state estimation error, model simplification error, and 
local modelling error). The interaction force signals were generated based on the nonlinear 
H-C contact model. Based on the estimated parameters of the nonlinear H-C model, the 
interaction forces were reconstructed and compared with the interaction force. Comparison 
analysis of RWSTUKF with UKF was also discussed. 
 
5.4.1. Initial state estimation error   
 
The following parameters of the nonlinear H-C contact model are constant, 
𝐾0 = 150 ,𝐵0 = 2 ,𝑛0 = 1 𝑝0, = 1 (5-37) 
Above parameters were used to generate interaction forces when the displacement is 
increased continuously. In order to simulate the initial state error, the initial values of the H-
C model parameters were selected as 
𝐾𝑘 = 10 ,𝐵𝑘 = 1 ,𝑛𝑘 = 2 , 𝑝𝑘 = 1.05 (5-38) 
Comparing eq.(5-37) and eq.(5-38), it can be easily seen that the initial value of state 
estimation involves a large error.  
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Trials were conducted by both UKF and RWSTUKF to analyse the effect of the initial state 
estimation error. The velocity was set to ?̇?(𝑡𝑘)=0.1mm, and the window size m = 4. 𝑸𝑘 was 
set 𝑑𝑖𝑎𝑔 (0.01𝑚𝑁)7×7 and 𝑹𝑘 was set 𝑑𝑖𝑎𝑔 (0.01𝑚𝑁)2×2 and 𝜃𝑇 = 0.007. 
 
Figure 5-2 Estimation errors by both of UKF and RWSTUKF when the inaccurate initial condition: The black 
dash line is the estimation error from the conventional UKF while the red solid line shows the estimation error 
from RWSTUKF 
 
Figure 5-2 shows the estimation errors of both UKF and RWSTUKF under the initial state 
estimation error. Due to the influence of the initial error, the estimation error by UKF is 
rapidly increased and converged after 150-time steps, leading to the maximum estimation 
error of 73.265mN. However, the estimation error by RWSTUKF is converged after 50-time 
steps. This means the convergence speed of RWSTUKF is three times faster than that of UKF. 
The resultant maximum estimation error of RWSTUKF is 13.887mN, which is about six times 
smaller than that of UKF. This is because RWSTUKF can dynamically adjust the predicted 
state covariance to restrain the disturbance of the initial error on the filtering solution, 
leading to the improved accuracy than UKF. Table 5-1 summarises the estimation errors 
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from both UKF and RWSTUKF. The RMSE is 2.9133mN for RWSTUKF, whereas 30.2395mN 
for UKF.  
Table 5-1 Estimation errors of UKF and RWSTUKF in the presence of initial state error 
Errors (mN) UKF RWSTUKF 
Mean error 16.8818 1.8092 
Max error 74.2650 13.887 
RMSE 30.2395 2.9133 
 
5.4.2. Model simplification error 
 
The system model error from the simplification of the system state model was considered. 
Note that the nonlinearity of the H-C model is increased by considering p as a constant value 
as studied in Chapter 3. In order to reduce the complexity of nonlinearity, the state model in 
eq.(3-1) is simplified as eq.(5-39) by setting parameter p = 1 as 
𝐹 =  𝐾𝑑𝑛 + 𝐵𝑑𝑛?̇? (5-39) 
The interaction force signal was still generated according to eq.(3-1) under the same 
conditions as the earlier simulation except that the initial condition is selected as  
𝐾0 = 10 ,𝐵0 = 1 ,𝑛0 = 2 , 𝑝0 = 1.05 (5-40) 
Trials were conducted by both UKF and RWSTUKF. The velocity was ?̇?(𝑡)𝑘=0.01, and the 
window size m = 4.  𝑸𝑘 was set 𝑑𝑖𝑎𝑔(0.1𝑚𝑁)7×7 and 𝑹𝑘 was set 𝑑𝑖𝑎𝑔(0.1𝑚𝑁)2×2. 
82 
 
 
 
 
 
Figure 5-3 Estimation errors by both of UKF and RWSTUKF in the presence of system model error: The black 
dash line is the estimation error from the conventional UKF while the red solid line shows the estimation error 
from RWSTUKF 
 
Figure 5-3 is the estimation errors by both UKF and RWSTUKF under the error of model 
simplification. The estimation error of UKF is bounded with the maximum error of 
0.4582mN within 200-time steps. Note that although the error boundary would be different 
according to the application, the boundary could be calculated through a large volume of 
empirical test data. However, after 200-time steps, due to the disturbance by the error of 
model simplification, the estimation error of UKF is drastically increased, leading to the 
maximum error of 1.4844mN at the end of the simulation. In contrast, within 40-time steps, 
the estimation error of RWSTUKF is very small, leading to the maximum estimation error of 
0.0444mN. After 40-time steps, in spite of the relatively large increase, the estimation error 
of RWSTUKF is bounded with the maximum error of 0.3039mN, which is even smaller than 
that of UKF within 200-time steps. The estimation results demonstrate that the RWSTUKF 
was able to compensate system model error by dynamically modifying the predicted state 
covariance. Table 5-2 shows the estimation errors by both UKF and RWSTUKF. The RMSE 
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and mean error are 0.5394mN and 0.4068mN for UKF, while they are 0.1063mN and 
0.08977mN for RWSTUKF. Thus, it is clear that RWSTUKF outperforms UKF. 
  Table 5-2 Estimation errors of UKF and RWSTUKF with simplified system model 
Errors (mN) UKF RWSTUKF 
Mean error 0.4068 0.0897 
Max error 1.4844 0.3039 
RMSE 0.5394 0.1063 
 
5.4.3. Local modelling error 
 
The local modelling error could happen due to many instant uncertain external or internal 
effects during RAMIS. For example, in a needle insertion procedure, when needle 
encounters unexpected materials such as tumour or small bone, the UKF-based estimator 
instantly has estimation error. This is because the system model could not account the 
dynamic variation of the contact environment. The simulation was designed to evaluate the 
performance of the proposed method under this local modelling error condition. A constant 
prediction error of [0 0 0 0.8 0.8 0 0 0] was added to the predicted state described by (3-14) 
for the period between time point 200 and 220.  𝑸𝑘  was set 𝑑𝑖𝑎𝑔(0.01𝑚𝑁)7×7 and 𝑹𝑘 was 
set 𝑑𝑖𝑎𝑔(0.01𝑚𝑁)2×2. The other parameters are the same as the simulation case in Section 
5.4.1. 
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Figure 5-4 represents the estimation errors by both UKF and RWSTUKF with the local 
modelling error. It is clear that the estimation error of UKF is increased dramatically during 
the time period (200 ~ 220-time steps) with the added constant error, leading to the 
maximum estimation error of 6.7853mN. In contrast, the estimation error curve of the 
proposed RWSTUKF does not involve a notable change during the entire simulation time, 
especially for the time period with the added constant error. This is because the predicted 
state covariance was corrected to account for the added error during the time period (200 ~ 
220-time steps). As shown in Table 5-3 represents the estimation errors by both UKF and 
RWSTUKF with the local modelling error. It is clear that the estimation error of UKF is 
increased dramatically during the time period (200 ~ 220-time steps) with the added 
constant error, leading to the maximum estimation error of 6.7853mN. In contrast, the 
estimation error curve of the proposed RWSTUKF does not involve a meaningful change 
during the entire simulation time, especially for the time period with the added constant 
error. This is because the predicted state covariance was corrected to account for the added 
error during the time period (200 ~ 220-time steps). 
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Figure 5-4 Estimation errors by both of UKF and RWSTUKF with constant prediction error in time points 200-
220: The black dash line is the estimation error from the conventional UKF while the red solid line shows the 
estimation error from RWSTUKF 
 
Table 5-3 Estimation errors of UKF and RWSTUKF with constant modelling error 
Errors (mN) UKF RWSTUKF 
Mean error 0.9531 0.6911 
Max error 6.7853 2.5880 
RMSE 1.4200 0.8590 
 
5.4.4. Experiments and analysis 
 
 
The two experimental cases, described in Section 4.3, were also considered for the 
performance evaluation of RWSTUKF. The first case was the robotic needle insertion based 
on the experimental data in the literature [55] and the second one was the DMA 
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indentation test on the phantom tissue. The experimental setup and associated parameters 
were the same as those in Section 4.3. 
Figure 5-5 (a) shows the reconstructed force for the case of robotic needle insertion using 
the data in the literature [55] described in Section 4.3.2.1. As discussed in Section 4.3.2.1, a 
large estimation error occurs at the four cusps at the displacements of around 20mm, 
29mm, 32mm, and 36mm since the employed H-C model does not explicitly describe the 
cusps in the force signal. However, Figure 5-5 (a) has clearly shown that the reconstructed 
force by RWSTUKF is extremely close to the interaction force data (reference value), 
especially at those four cusps. The resultant mean error is 0.0044N, which is significantly 
smaller than that of RAUKF (0.020N).  
Figure 5-5 (b) shows the reconstructed force by RWSTUKF for the DMA indentation case 
described in Section 4.3.2.2. As discussed in Section 4.3.2.2, estimation errors were caused 
by the three abrupt changes in the force curve at around 0.9s, 1.8s and 2.7s, which 
represent sudden changes in RAMIS. However, Figure 5-5 (b) has shown clearly that the 
reconstructed force by RWSTUKF is extremely close to the interaction force data (reference 
value).  The average estimation error of RWSTUKF is only 0.0014N, which is much smaller 
than that of RAUKF (0.0062N). 
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(a) Literature Data (b) DMA indentation 
Figure 5-5 Reconstructed forces by RWSTUKF (a) with data from literature [55], (b) with experiment data from 
DMA test:  The black dash line is the interaction force signal (reference value) while the red solid line shows 
the reconstructed forces by RWSTUKF  
 
Table 5-4 lists the detailed estimation errors of RWSTUKF for both cases. For the case of 
robotic needle insertion, the RMSE and maximum error of RWSTUKF are 0.0084N and 
0.1275N, which are much smaller than those of RAUKF (RMSE: 0.039N; and maximum error: 
0.205N). The case of DMA indentation also demonstrates that RWSTUKF (RMSE: 0.0018N; 
and maximum error: 0.0113N) outperforms RAUKF (RMSE: 0.0098N; and maximum error: 
0.0638N).  
Table 5-4 Estimation errors of RWSTUKF 
Error (N) Needle insertion DMA indentation 
Mean Error 0.0044 0.0014 
Maximum Error 0.1275 0.0113 
RMSE 0.0084 0.0018 
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5.5. Summary 
 
This chapter presents RWSTUKF for nonlinear soft tissue characterization in the presence of 
system model error. RWSTUKF incorporated a dynamic scaling factor in the predicted state 
covariance to online compensate the model errors. This scaling factor was determined by 
combining the principle of innovation orthogonality with the random weighting concept to 
avoid cumbersome computation of Jacobian matrix and improve the approximation 
accuracy of the actual innovation. The proposed RWSTUKF not only outperforms UKF in the 
presence of the system model error, but it also maintains the computational efficiency by 
correcting the predicted state covariance only in the time segments with system model 
error. Simulation and experimental results demonstrated that the proposed RWSTUKF is 
strongly robust against the system model error for online soft tissue characterization.  
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6. Master-slave robotic system for soft tissue 
characterization 
 
6.1. Introduction  
 
A new, online soft tissue characterization method with a combination of the UKF and the H-
C model was introduced in Chapter 3. This method was further improved, resulting in RAUKF 
in Chapter 4, to deal with unknown noise statistics. A second improvement RWSTUKF in 
Chapter 5 deals with system model error. The experiments using DMA and simulations were 
conducted to verify the proposed methods. 
Based on the earlier chapters, this chapter presents a bilateral master-slave robotic system 
for soft tissue characterization, where the proposed methods have been implemented 
respectively as a nonlinear state observer for comparison analysis. A rupture detection 
approach was further established based on RWSTUKF and integrated into the master-slave 
robotic system to detect rupture events that occurred in needle insertion. Experiments were 
conducted with the master-slave robotic system to evaluate the performances of the 
various nonlinear estimation methods and the rupture detection method proposed in this 
thesis for RAMIS. 
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6.2. System design 
 
The master robot was implemented by PHANToM OMNI [65], which is a portable haptic 
device with six Degrees of Freedom (DOF) developed by SensAble Technologies. A 1-DOF 
robot (not only for needle insertion but also for robotic indentation) was designed as the 
slave robot to mimic the movements of the master robot to carry out robotic indentation on 
a phantom tissue, or needle insertion, into the porcine liver sample (see Figure 6-1). A slave 
robot was developed with a linear magnetic motor (LM2070_08011_FMM, FAULHABER) to 
generate the linear motion, a motor driver (MCLM3006, FAULHABER) to control the linear 
magnetic motor efficiently, the surgical tool (either an indenter of diameter 3mm or a 
needle of diameter 5mm) and a 6-axis force sensor (Nano 17 and FTIFPS1, ATI) to measure 
the interaction force between the surgical tool and tissue samples. The force sensor was 
attached to the end of the linear magnetic motor so that both can move together to 
effectively measure the interaction force. The phantom soft tissue was made up of silicone 
rubber, which has similar characteristics to human tissue [61]. The phantom tissue was 
made in a cubic shape (3cm × 8cm × 6cm). Two adjustable supports were designed to 
support the linear motor and the tissue sample, respectively. The displacement and velocity 
of the slave robot were derived from the position incremental encoder, which is attached to 
the linear motor. 
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 Figure 6-1 System components 
 
A bilateral controller was developed with MATLAB to control the slave robot with the 
master robot. The position information of PHANToM OMNI (the master robot) was 
delivered every 1ms to the bilateral controller to control the slave robot. Since the slave 
robot is 1-DOF, only X-axis position information was used in the bilateral controller. In order 
to control the position of the slave robot based on the delivered position information of the 
master robot, the magnetic linear motor is controlled via serial communication by the built-
in PID controller in the motor drive. The interaction force between the slave robot and the 
tissue sample was measured with the force sensor and delivered to the MATLAB control 
system through the USB-based DAQ board (USB-6210, NI). 
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Figure 6-2 System framework  
 
The system framework is shown in Figure 6-2, where the nonlinear state observer was used 
to estimate the nonlinear parameters of the H-C model to be able to monitor the contact 
environment in real time. 𝑥𝑚, 𝑥𝑑  and 𝑥𝑠  are the displacements for the master robot, 
controller and slave robot, respectively. 𝐶1 and  𝐶2 are the control gains. 𝑍𝑜, 𝑍𝑚, 𝑍𝑠 and 𝑍𝑒 
are the impedances caused by the operator, master robot, slave robot and environment, 
respectively. 𝐹𝑜, 𝐹𝑒  and 𝐹𝑚 are the forces from the operator, the environment and the 
master robot.  
 
6.3. Experimental analysis 
 
For the comparison analysis, the nonlinear state observer in the master-slave robotic system 
was implemented by RLS, UKF, RAUKF, and RWSTUKF respectively. Experiments were 
designed into two categories. One focused on the robotic indentation on the phantom 
tissue sample, the other focused on the needle insertion into the porcine liver sample to 
identify the existence of a rupture event.  
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The user controls the 1-DOF master-slave device to carry out the robotic indentation or 
needle insertion test. The displacement was obtained from the built-in encoder. The 
interaction force between the tissue sample and the end-effector of the slave robot was 
measured with the force sensor. Based on the obtained force and displacement information, 
the nonlinear state observer estimates the nonlinear parameters of the H-C model. The 
interaction force was reconstructed based on the estimated H-C model parameters and the 
displacement information, and further compared with the measured interaction forces 
reference to calculate the estimation error. 
 
6.3.1. Robotic indentation 
 
The first category of experiments was robotic indentation test on the phantom soft tissue. 
The experimental setup is shown in Figure 6-3. The initial state and noise covariance was set 
as 𝒙0= [0.1, 0.1, 0.01, 0.0001, 0.0001, 1, 1], 𝑸𝑘 was set 𝑑𝑖𝑎𝑔 (.01𝑁)7×7 and 𝑹𝑘 was set 
𝑑𝑖𝑎𝑔 (0.01𝑁)2×2. The window size was set to m = 4. 
 
Figure 6-3 System for the indentation experiment 
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The interaction force is increased when the indenter moves forward to press the phantom 
soft tissue, but decreased when the indenter is controlled to move backward. The 
interaction force becomes zero when there is no contact between the indenter and 
phantom tissue. The measured interaction force is indicated by the black dash line in Figure 
6-4. 
The reconstructed forces by RLS, UKF and RAUKF are shown in Figure 6-4. It is clear that the 
reconstructed force by UKF follows the dynamic variations of the interaction force, while the 
one by RLS does not. The mean estimation error of UKF (0.3015N) is more than five times 
smaller than that of RLS (1.6432N). The RMSE of UKF is 0.6319N, while that of RLS is 
2.0899N. Despite a better agreement with the reference value (interaction force) than RLS, 
UKF involves a large estimation error, with the maximum error of 5.6628N at around 36s. 
This is because the constant noise covariance does not represent the system correctly, 
especially after 33s when the interaction force starts to change abruptly. RAUKF improves 
the estimation accuracy of UKF at 36s, leading to the mean error of 0.1532N and RMSE of 
0.2666N, which are more than two times smaller than those of UKF and ten times smaller 
than those of RLS. The maximum error of RAUKF is only 1.8511N.  
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(a) UKF and RLS (b) RAUKF 
Figure 6-4 Reconstructed forces by RLS, UKF and RAUKF for the case of robotic indentation: The black dash 
lines indicate the interaction force (the reference), the red solid lines in (a) and (b) the reconstructed forces by 
UKF and RAUKF, and the blue solid line in (a) the reconstructed force by RLS 
 
Figure 6-5 represents the reconstructed force by RWSTUKF. It can be seen that RWSTUKF 
has higher estimation accuracy than RAUKF.  Its mean error and RMSE are 0.1052N 0.2017N. 
In particular, when the interaction force changes dramatically such as at 8s and after 35s, 
the reconstructed force by RWSTUKF is extremely close to the interaction force than that of 
RAUKF.  The detailed estimation error analysis is shown in Table 6-1. 
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Figure 6-5 Reconstructed force by RWSTUKF for the case of robotic indentation: The black dash line indicates 
the interaction force, and the red solid line the reconstructed force 
 
Table 6-1 Estimation errors of indentation experiment 
Errors (N) RLS UKF RAUKF RWSTUKF 
Mean error 1.6432 0.3015 0.1532 0.1052 
Max error 5.8360 5.6628 1.8511 1.6282 
RMSE 2.0899 0.6319 0.2666 0.2017 
 
 
6.3.2. Robotic needle insertion 
 
The second experiment was the needle insertion test with the porcine liver sample. Instead 
of the indenter in the robotic indentation case, a needle of diameter 3mm is used to pierce 
the porcine liver sample. This category of experiments was conducted under the similar 
conditions as the case of robotic indentation in Section 6.3.1. The user manipulated the 
master robot to move the needle forward to press and further penetrate the porcine liver 
sample. Subsequently, the needle was moved backward and extracted from the tissue 
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sample. The size of window m was 5, 𝒙0  = [0.1, 0.1, 0.01, 0.0001, 0.0001, 1 1],   𝑸𝑘  was set 
𝑑𝑖𝑎𝑔 (0.0001𝑚𝑁)7×7 and 𝑹𝑘 was set 𝑑𝑖𝑎𝑔 (0.01𝑚𝑁)2×2. 
 
 
Figure 6-6 Experiment setup for robotic needle insertion into porcine liver 
 
Figure 6-7 shows the estimation results from the case of robotic needle insertion. Before the 
contact of the needle with the porcine liver sample, the interaction force was zero. Once the 
needle was in contact with the porcine liver sample, the interaction force started to increase 
rapidly. The maximum interaction force of 2.3556N was reached when the needle was 
penetrating into the liver sample. After the penetration into the liver sample, the interaction 
force dropped drastically in a brief period of time. It is shown clearly that the interaction 
force decreases dramatically once the needle is moved backward at around 6s to extract 
from the tissue sample. The interaction force becomes zero again after the needle was 
completely extracted from the porcine liver sample. 
Figure 6-7 (a) shows the reconstructed forces by RLS and UKF, while Figure 6-7 (b) shows the 
reconstructed force by RWSTUKF. In Figure 6-7 (a), it is noticeable that the reconstructed 
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force by RLS does not follow the interaction force, while that of UKF has a good agreement 
with the interaction force.  However, it can also be seen that the reconstructed force by UKF 
involves a large deviation at the rupture point marked by the black dash circle in Figure 6-7 
(a), with the maximum error of 0.3350N. As shown in Figure 6-7 (b), RAUKF improves the 
estimation accuracy of UKF at the rupture point, reducing the maximum error to 0.0830N. 
After the rupture point, the difference between the reconstructed forces by UKF and RAUKF 
becomes more distinct. The reconstructed force by UKF has a clear deviation from the 
interaction force, with the mean error of 0.0198N. In contrast, that of RAUKF is very close to 
the interaction force, with the mean error of 0.0039N. 
  
(a) UKF and RLS (b) RAUKF 
Figure 6-7 Reconstructed forces by RLS, UKF and RAUKF for the case of robotic needle insertion: The black dash 
lines in (a) and (b) indicate the interaction force (reference), the red solid lines in (a) and (b) indicate the 
reconstructed forces by UKF and RAUKF, and the blue solid line in (a) indicates the reconstructed force by RLS 
 
The above analyses show that RAUKF has a better estimation performance than UKF and 
RLS. The mean estimation error of UKF is 0.0198N and that of RLS is 0.5894N, whereas that 
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of RAUKF is much smaller, which is only 0.039N. The RMSE of RAUKF is 0.0057N, which is 
also much smaller than that of UKF (0.0208N) and that of RLS (0.7679N). The detailed 
estimation errors are shown in Table 6-2.  
 
Figure 6-8 Reconstructed force by RWSTUKF for the case of robotic needle insertion: The black dash line and 
red solid line indicate the interaction force (reference) and reconstructed force  
 
Figure 6-8 shows the reconstructed force by RWSTUKF. The resultant mean error and RMSE 
are 0.012N and 0.047N, which are much smaller than those of RLS, UKF and RAUKF. The 
maximum error of RWSTUKF also occurs at the rupture point which is marked by the black 
dash circles in Figure 6-8. It is 0.0131N, which is also smaller than that of RAUKF (0.0830N). 
After the rupture point, RWSTUKF is extremely close to the interaction curve. The rigorous 
comparison analysis of the estimation performance at rupture event is considered in the 
following session. 
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Table 6-2 Estimation errors of needle insertion into a porcine liver sample experiment  
Errors (N) RLS UKF RAUKF RWSTUKF 
Mean error 0.5894 0.0198 0.0039 0.0012 
Max error 1.8657 0.3350  0.0830 0.0131 
RMSE 0.7679 0.0280 0.0057 0.0047 
 
 
6.3.3. Rupture detection 
 
During needle insertion, the perception of rupture events provides haptic clues to the 
surgeon [66, 67]. When a needle is in contact with soft tissue before penetrating the soft 
tissue, the interaction force is changed gradually. When the needle starts to penetrate the 
soft tissue, however, the interaction force decreases dramatically. Therefore, rupture events 
can be detected by monitoring the abrupt force transitions during needle insertion. 
Direct filtering is a simple method to identify abrupt changes in force signal with its 
differential values [66]. However, this method is not effective for rupture detection since it 
cannot guarantee that the detected abrupt change in the force signal always corresponds to 
a rupture event. The differential profile of the force signal in the case of fast needle 
extraction is quite similar to that of rupture events. Further, measurement noise in force 
signal also makes it difficult for the method to detect a rupture event [66]. 
Barbe et al. proposed a fault detection method to improve the rupture detecting 
performance during needle insertion into soft tissue [66]. This was a statistical method 
based on a hypothesis test. Instead of using the derivative in force signal, this method 
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detected the rupture events with the prediction error, which is the difference between the 
predicted and measured forces. Since the values of the prediction error tend to get close to 
zero in normal condition and vary abruptly at the rupture event, the prediction error was 
able to be employed for rupture detection. However, in this method, the predicted force 
was calculated from soft tissue parameters estimated by RLS. As discussed in Chapter 3, RLS 
is a linear regression method, which is unsuitable for characterization of nonlinear soft 
tissue behaviours. Thus, the fault detection method suffers from the poor estimation 
accuracy of RLS, leading to the limited performance for rupture detection. Elgezua et al. 
developed an event classification algorithm for rupture detection [67]. However, this 
method requires prior knowledge of the statistics of puncture force for each type of soft 
tissue. Since soft tissue properties are dynamically changed as per various conditions, such 
as different tissue layers and different physiological conditions, it is difficult to satisfy this 
requirement in practice. 
As discussed in Chapter 5, RWSTUKF outperforms RLS in terms of estimation accuracy. 
Therefore, it is proposed to combine RWSTUKF with the fault detection strategy to improve 
the performance of rupture detection. The proposed RWSTUKF-based fault detection 
method not only has the improved performance for rupture detection but also does not 
require prior knowledge of the statistics of puncture force. 
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6.3.3.1. RWSTUKF based fault detection  
 
The rupture event is detected by the following hypothesis test: 
• Null hypothesis  ℋ0 : the system is in the normal condition.  
• Alternative hypothesis  ℋ1 : The system is experiencing a rupture event.  
�
ℋ0: 𝜓 = 𝜓0
ℋ1: 𝜓 = 𝜓1   𝑎𝑡 𝑡ℎ𝑒 𝑛𝑜𝑟𝑚𝑎𝑙 𝑐𝑜𝑛𝑑𝑖𝑡𝑖𝑜𝑛 𝑎𝑡 𝑟𝑢𝑛𝑡𝑝𝑢𝑟𝑒 𝑒𝑣𝑒𝑛𝑡  (6-1) 
 
The initial value of the parameter 𝜓 is 𝜓0 which indicates the normal condition. When a 
rupture event occurred, the value is changed to 𝜓1. The hypothesis in (6-1) is tested with a 
distance measurement which is calculated with residual 𝜀𝑘. In the proposed RWSTUKF-
based fault detection, the residual 𝜀𝑘 is defined by the estimation error, which is the 
difference between the estimation of RWSTUKF and the actual measurement. Since the 
direct measurement of each parameter is not available, reconstructed force is calculated 
with the estimated parameters of the H-C model to calculate the residual. Thus, we have 
𝜀𝑘 = 𝑓𝑥�𝑘 −  𝑓𝑚𝑘  (6-2) 
where 𝑓𝑥�𝑘  is the reconstructed force based on the estimated parameters at time epoch 𝑡𝑘 
and 𝑓𝑚𝑘 is measured force at epoch 𝑡𝑘.  
Accordingly, the distance measurement can be defined as  
𝐸𝑒𝑘 = 𝜀𝑘𝑇𝑃𝑦�𝑘−1𝜀𝑘 (6-3) 
where 𝑃𝑦�𝑘
−1 is the inverse of predicted measurement covariance. 
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For a given threshold 𝑇, if the distance measurement is larger than 𝑇, the hypothesis ℋ0is 
held, leading to the detection of a rupture event, i.e. 
�
𝜓0: 𝐸𝑒𝑘 < 𝑇
𝜓1:𝐸𝑒𝑘 ≥ 𝑇  𝑎𝑡 𝑡ℎ𝑒 𝑛𝑜𝑟𝑚𝑎𝑙 𝑐𝑜𝑛𝑑𝑖𝑡𝑖𝑜𝑛 𝑎𝑡 𝑟𝑢𝑛𝑡𝑝𝑢𝑟𝑒 𝑒𝑣𝑒𝑛𝑡  (6-4) 
 
6.3.3.2. Simulation analysis 
 
Figure 6-9 Evolution of the interaction forces from literature [27] 
 
Simulations were conducted by using force data in the literature [27] to verify the proposed 
RWSTUKF-based fault detection method for rupture detection. The interaction force data 
was measured when a needle was inserted into the porcine liver through the skin [27]. 
There were three distinctive fast force transitions. The first  and second fast force transitions 
(at 𝑡𝑘 = 5.53𝑠  and 𝑡𝑘 = 8.80𝑠)  were rupture events. They were generated when the 
needle was penetrating the skin and liver, respectively. However, the last abrupt change in 
the force signal (at 𝑡𝑘 = 14.36𝑠)  is not a rupture event. It was generated when the needle 
was being extracted at a fast speed. 
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Figure 6-10 represents the evolution of distance measurement which is calculated with 
force transition (𝑓𝑘−1 − 𝑓𝑘)2 based on the direct filtering method. It is clear that the 
distance measurement at the first rupture point shows a significant difference. However, 
the distance measurement at the second rupture point is smaller than that at the last point 
due to the fast needle extraction. Apparently, if we use a threshold value to detect the 
second rupture, the peak point due to the fast needle extraction would also be identified as 
a rupture point. 
 
Figure 6-10 Distance measurement by the direct filtering  
 
Trials were also conducted to evaluate the performance of the proposed RWSTUKF-based 
fault detection in the comparison with RLS-based fault detection [27]. As discussed in 
Chapter 3, the H-C model has to be linearized in order to be employed with the RLS. Figure 
6-11 shows the distance measurement (𝐸𝑝𝑘 ) by the RLS-based fault detection method. The 
distance measurement at the second rupture point is larger than that of the fast extraction. 
However, the differences between these two values are not significant (0.7mN), leading to 
the difficulty in rupture detection. In contrast, as shown in Figure 6-12, the distance 
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measurement by RWSTUKF-based fault detection has a clear difference (3mN) between 
these two values. This is because the estimated parameters by RWSTUKF are more precise 
and have less measurement noise. Therefore, we can easily distinguish the two rupture 
points from the non-rupture peak point due to the fast needle extraction with a threshold 
value.  
 
Figure 6-11 Distance measurement by RLS based fault detection 
 
Figure 6-12 Distance measurement by RWSTUKF based fault detection 
 
  
106 
 
 
 
 
6.3.3.3. Rupture detection in robotic needle insertion 
 
Trials were conducted using the master-slave robotic system to detect rupture events 
during robotic needle insertion. The experimental procedure was similar to that described in 
Section 6.3.2 except that the needle is extracted from the porcine liver sample at a fast 
speed to create a non-rupture peak point in the force signal. 
The liver is covered by membrane, and has complex networks of veins inside [67]. The 
abrupt changes in interaction force signal occur when a needle penetrates membranes and 
veins. However, the fast force transition is also witnessed when the needle is extracted at a 
fast speed. Figure 6-13 represents the measured interaction force when a needle was 
inserted in the constant speed at 5 mm/s and extracted at the fast speed at 50 mm/s. Since 
the porcine liver is covered by a membrane, and has a complex network of veins inside [67], 
the needle penetrated the liver membrane at first and then pierced the vein network during 
the robotic needle insertion, leading to the two abrupt changes in the force profile as shown 
in Figure 6-13. When the needle penetrated the membrane of the porcine liver, a large 
abrupt change occurred at point A (𝑡𝑘 = 5.96s). When the needle penetrated the vein 
network, a small abrupt change was occurred at point B (𝑡𝑘 = 6.61s). Further, when the 
needle was extracted at a fast speed, an abrupt change, was also occurred at point C (𝑡𝑘 = 
8.87s). However, point C does not correspond to a rupture event. 
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Figure 6-13 Force profile from a needle insertion with fast extraction 
 
 
 
(a)  (b)  
Figure 6-14 (a) distance measurement by the direct filtering within the entire test period; (b) an enlarged view 
of the distance measurement within the time period from 6.5s to 9s  
 
For comparison analysis, trials were conducted by the direct filtering, RLS-based fault 
detection and RWSTUK-based fault detection, respectively. As shown in Figure 6-14 (a), 
Figure 6-15 (a) and Figure 6-16 (a), point A is outstanding in the force profiles. Thus, all the 
three methods can clearly identify this rupture point A. However, as shown in Figure 6-14, 
since the distance measurement at point C is larger than that at point B, the direct filtering 
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method is unable to distinguish the second rupture point B and the non-rupture point C 
caused by the fast needle extraction. 
Figure 6-15 represents the distance measurement by RLS-based fault detection. Although 
the distance measurement at the non-rupture rupture point C is smaller than that at the 
second point B, this difference is not significant, leading to the difficulty in distinguishing 
them.  
  
(a) (b)  
Figure 6-15 (a) distance measurement by RLS based fault detection within the entire test period; (b) an 
enlarged view of the distance measurement within the time period from 6.5s to 9s  
 
Figure 6-16 represents the distance measurement by RWSTUKF-based fault detection. It is 
clear that there is a distinctive difference between the two distance measurements at points 
B and C. Since the difference is clear, it is easy to distinguish the second rupture point B 
from the non-rupture point C by selecting a reasonable threshold. This is because RWSTUKF 
provides higher estimation accuracy than RLS, leading to the improved performance for 
rupture detection during needle insertion. 
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(a)  (b)  
Figure 6-16 (a) distance measurement by RWSTUKF based fault detection within the entire test period;  (b) an 
enlarged view of the distance measurement within the time period from 6.5s to 9s  
 
6.4. Summary 
 
A bilateral master-slave robotic system has been developed for online soft tissue 
characterization by using UKF, RAUKF, and RWSTUKF as nonlinear state observers. 
Comparison analyses have been conducted through robotic indentation and needle 
insertion. It was demonstrated that RWSTUKF outperforms the other methods for the both 
cases. Further, a rupture detection approach was established based on RWSTUKF and 
integrated into the master-slave robotic system to detect rupture events that occurred in 
needle insertion. Simulations and experiments demonstrated that the proposed RWSTUKF-
based fault detection has a better rupture detection performance than RLS based fault 
detection. 
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7. Conclusions and future work 
 
7.1 Conclusions 
 
This thesis is a study of online soft tissue characterization methods for RAMIS. The new 
method has been proposed with an integration of the UKF and the H-C model. It has been 
shown that the UKF is more suitable than the RLS as a parameter estimation method for 
RAMIS. For the next step, two uncertain conditions were considered: unknown noise 
statistics and model error. The adaptive UKF method was proposed to address the problem 
of unknown noise statistics. This method was further improved with a recursion method as 
RAUKF. To reduce the estimation inaccuracy caused by the model error, RWSTUKF was 
proposed. Finally, the needle insertion robot with the rupture detection was developed to 
verify that the proposed methods can be practical solutions in medical applications as a 
nonlinear state observer. 
In Chapter 3, the H-C model with the UKF method has shown the better estimation 
performance than the conventional method (i.e. RLS) in terms of soft tissue characterization. 
In particular, one of the nonlinear parameters p in the H-C model was able to be considered 
as a variable with the UKF-based estimator whereas the RLS approach should consider the p 
as a unity (p=1). The simulation results showed that considering the parameter p as a 
variable with UKF leads to the better estimation. Although the estimation accuracy was 
improved by considering the p as a variable, the performance of the UKF system became 
more sensitive to the accuracy of system and measurement noise covariances. Both noise 
covariances were selected in an empirical way for the simulation in Chapter 3. However, the 
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empirical method would be difficult to be considered in some applications. This difficulty 
leads to extend the proposed method in Chapter 3 as an adaptive UKF method in Chapter 4.    
In Chapter 4, the problem of the unknown noise statistics of the UKF-based estimator was 
tackled with an adaptive UKF concept (AUKF). The noise covariances were updated in real 
time in the AUKF instead of using constant noise covariances. A noise covariance estimator 
was developed based on the covariance matching technique with the windowing 
approximation method. However, the estimated noise covariance involves oscillations 
during an entire simulation because of the limited sample data within a small window. 
Therefore, RAUKF was proposed to reduce the oscillation in the estimated covariances. The 
RAUKF was able to improve the accuracy of noise covariance estimation by introducing the 
recursion concept. Simulations were conducted to verify that the accuracy of noise 
covariance estimation is significantly improved with RAUKF. In addition, the state estimation 
performance is also improved based on the correct noise covariance estimation.  
In Chapter 5, the problem of the model error of the UKF-based estimator was addressed. 
The proposed UKF with the H-C model method for an online soft tissue characterization 
method was further improved to keep the high accurate estimation performance in the 
presence of a model error. RWSTUKF was proposed to adjust the predicted state covariance 
with the random weighting concept to compensate model error. The predicted state 
covariance represents the confidence of how much we can trust our system model. The 
value of predicted state covariance has to be modified in the presence of a model error. 
However, it would be difficult to determine the best value of the predicted state covariance 
to precisely compensate the effect of model error. The proposed RWSTUKF uses an 
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orthogonality principle to find the best value of the predicted state covariance with the 
assumption the estimation error only caused by model errors. Based on simulation results, it 
can be seen that the proposed method can obtain satisfactory estimation results even in the 
presence of a model error.  
Finally, a master-slave robotic system has been developed for a medical application by using 
the proposed online soft tissue characterization methods as a nonlinear state observer. 
Both experiments of robotic indentation and needle insertion were conducted, 
demonstrating that the RWSTUKF has the best estimation performance than the others (RLS, 
UKF and RAUKF). Based on the experiment results, an RWSTUKF-based fault detection 
method was further established for rupture detection during robotic needle insertion. 
Simulation and experimental results demonstrated that the proposed RWSTUKF-based fault 
detection has a better performance than RLS-based fault detection for rupture detection in 
robotic needle insertion. 
 
7.2 Future work 
 
The proposed methods (UKF, RAUKF and RWSTUKF), based on the H-C model for soft tissue 
characterization, require the selection of sigma points for parameter estimation. This thesis 
employs a simple method to select the sigma points with (3-13) [35]. However, different 
methods have been proposed for selecting the sigma points, such as the simplex unscented 
transformation [68] for computational efficiency or the spherical unscented transformation 
[69] for numerical stability. In the future, the investigation of the issue of sigma-point 
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selection will be conducted to establish a new sigma-point selection algorithm to further 
improve the performance of the proposed soft tissue characterization methods.  
RAUKF proposed in Chapter 4 updates system or measurement noise covariance at every 
time point according to state estimation error. Although RAUKF has the improved 
performance comparing to the conventional UKF, the RAUKF is established based on the 
assumption that state estimation errors are only caused by inaccurate noise covariance. 
However, state estimation error can be caused by other factors, such as model uncertainty 
described in Chapter 5. Therefore, it is necessary to distinguish the source of estimation 
error, such as inaccurate noise covariance, physiological conditions, different surgical 
conditions, and external interference. In the future, a multiple-model Kalman filter 
(Multiple-model Kalman filter [70] is a method to characterize the probability of system 
behaviour using likelihood function) will be considered to differentiate the error of 
inaccurate noise covariance from other error sources and further combined this filter with 
RAUKF for online soft tissue characterization. 
RWSTUKF proposed in Chapter 5 only considers model error existed in the system model.  
However, the model error also exists in the measurement model as well. The proposed 
RWSTUKF method for the system model will be extended to the measurement model, and 
thus new theories and algorithms of RWSTUKF estimation will be established for soft tissue 
characterization. 
RWSTUKF accounts for the system model error with the scaling factor which is determined 
by balancing predicted state covariance with its theoretical value. In theory, this guarantees 
the achieved estimation is optimal with minimum error, i.e., the error magnitude is 
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bounded by a certain threshold value. This threshold value can be identified using a large 
volume of empirical test data or by a statistical approach such linear regression or machine 
learning algorithm.  
The proposed methods in Chapter 4 (RAUKF) and Chapter 5 (RWSTUKF) improve the 
performance of the UKF. RAUKF was concerned about the effect of inaccurate noise 
statistics only, whereas RWSTUKF the effect of inaccurate system model only. However, 
both problems could exist in a system thus they are required to be distinguished. In the 
future, an error classifier will be developed to distinguish the error type. Further, a hybrid 
method will be established to selectively apply RAUKF and RWSTUKF according to the error 
type identified by the estimation error classifier for soft tissue characterization. Although it 
would be difficult to develop an error classifier to separate the source of estimation error as 
individual parts since the calculated estimation error is the sum of estimation errors by 
those two inaccuracies, it would be possible to develop an error classifier to determine the 
main source of the estimation error through a large volume of test data sets. We could 
minimize the effect of inaccuracies efficiently to apply RAUKF or RWSTUKF depending on 
the type of error source with the error classifier.   
The current developed master-slave robotic system is one DOF system. In the future, this 
system will also be extended to six DOFs for a wide range of medical applications. 
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